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ABSTRACT | 2787 4

An investigation of the dynamic response of fransient pressure
transducers intended for use in liquid propellant rocket combustion
chambers was undertaken. Shock tube festing included optimization of
operating techniques especially fthe failored interface and the effects
of ground shock and other mounting influences. The Kistler 601A quartz
transducer was evaluated as a monitor for the Princeton Sinusoidal
Pressure Generator (SPG) and a number of water-cooled transient trans-
ducers were evaluated for comparison with results from the SPG. An
investigation was conducted which satisfactorily demonstrated the
practical value of the SPG as a primary test device for transient
pressure transducer evaluations fo 10,000 cps. During evaluations
special consideration was given fo developing operating techniques
and improving SPG chamber design. The results from shock tube and
the SPG show close agreement up fo 10,000 cps, the present limit of
usable SPG range. Transducers were then tesfed in experimental fiquid
propel lant rocket motors to compare laboratory measured characteristics
with actual transducer performance.
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SYMBOLS AND NOTATIONS

chamber radius

area

speed of wave propagation
specific heat at constant pressure
specific heat at constant volume
diameter of shock tube
frequency (cps)

gravitational constant

Bessel function

constant

chamber length

mass flow rate

running index O, 1, 2, 3 ..
mass

shock front velocity

running index O, I, 2, 3 ...
running index O, I, 2, 3 ...
instantaneous pressure

radial cylindrical coordinate
gas constant

diaphragm thickness

ultimate tensile strength
time

absolute temperature

vol ume
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SYMBOLS AND NOTATIONS (Continued)

V = velocity

X = Cartesian coordinate

y = Cartesian coordinate

z = longitudinal cylindrical coordinate

= solution of Jm (MW K ,)/dk= 0
= specific heat ratio

= damping factor

= angular cylindrical coordinate

= 3.14159

= density - mass per unit volume

'3
)
)
Y = resonant frequency
gl
P

Subscripts

0 = reservoir conditions

t, 2, ... 5 = quasi-steady uniform states of basic shock
Tube flow

avg = average

dy = dynamic component

eff = effective

in = inlet of chamber

max - = maximum

out = outlet of chamber

* = peak to peak



I, INTRODUCTION

An important part of many research programs invoives the
requirement for accurate measurement of pressures. Such measurements
are usually of a static nature and present no particular difficulty.
Sometimes, however, rapidly oscillating pressures must be measured,
and the devices used to measure static pressure are not capable of
the fast response necessary to measure rapid changes. Special frans-
ducers and systems for these transient measurements must be developed
and evaluated.

Rocket motor research, especially that concerned with com-
bustion instability in liquid rocket engines, requires a transient
pressure measurement system including a transducer capable of accurate
sensing of oscillating pressures under the very severe operating
conditions associated with the intense heat of rocket thrust chamber
combustion. As rocket technology advances, these pressure oscillations
exhibit marked effects on motor performance and influence such factors
as heat transfer rates and design tolerances of material strengths.
Consequently, it is important fthat pressure records be exact repre-
sentations of the actual pressure variations,

The requirements for an optimal pressure measuring system
stipulate that the relationship between input and output be defined
over the entire range of intended use and that the output or response
be readily interpreted. The goal of festing is to determine this
relationship between input and oufput and to provide an evaluation or
calibration of the overall system. Generally transient pressure

measuring systems are tested by applying a known step function or
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sinusoidal input and accurately measuring the output. This report
discusses both shock tube testing, which ufflizes the step input
generated by a shock wave and testing utilizing fthe Princeton Sinu-
soidal Pressure Generator, which generates a sinusoidal pressure
variation over a range of frequencies as the input. Comparison of
the test results of these devices in the laboratory with the require-
ments for rocket thrust chamber pressure measurements is discussed

and conclusions and recommendations for further work are presented,.



II, HISTORICAL BACKGROUND

Since James Watt began experimentation with the steam engine,
an expanding interest has been placed in transient pressure measuring
systems. The simple piston and spring pressure measurement device of
this era proved satisfactory only so long as the speed and rate of
change of pressure were both low. The combined effect seldom gave
components higher than 50 cps. With the development of the internal
combustion engine a response 1000 times faster was required of a pickup
in order to resolve details of phenomena such as detonation (Ref. 1).*
The evolution of high frequency pressure measurement techniques parti--
cularly those applicable to combustion, explosion, and shock wave
investigations are of comparatively recent origin. Progress in this
area was accelerated by the advent. of even higher energy release
devices such as rockets, nuclear reactors, and exotic propulsive
devices (Ref. 2).

As the need for improved transient pressure measuring systems
grew, so grew the need for testing and calibrating these systems. Since
Lord‘Raerigh's first attempts at calibration of transient pressure
systems during the advent of steam power, many investigators have
endeavored to develop means to test these devices so that an exact
relationship between the output of a system and its input function may
be determined (Ref. 3). Devices for measuring transient pressures
are usually small flush-diaphragm pickups employing the strain-gage,
variable capacitance, variable inductance or piezoelectric principle;
Figure | is a reproduction from Reference 4 which illustrates the

various basic methods of transduction.

*The Iist of references is included as Appendix A.
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Determination of the dynamic characteristics of a transient
pressure fransducer requires a pressure input of a predictable shape and
pressure level, which must be obtained for a sufficient time to obtain
a steady record of fransducer response. Either a sinusoidal input
function or astep function input may be used to obtain frequency
response data.

The most desirable method of testing the frequency response
of a transient pressure measuring sysftem is to excite the system
directly with a number of sinusoidal oscillating pressures in
frequencies over the range of interest. The Jet Propulsion Labor—l
atory at the California Institute of Technology developed a sinusoidal
oscillating pressure device, a siren-driven resonant chamber, but
discontinued its use after achieving only limited success. The device
was restricted to frequencies from 200 to 4000 cps and generated a
maximum oscillating pressure of only 5 psi at a 600 psia static level
(Ref, 5). The Princeton Sinusoidal Pressure Generator (hereinafter
SPG), developed by H. B. Jones, considerably expanded the range of
frequencies and pressures available for testing (Ref. 4,6). Briefly,
the Princeton Sinusoidal Pressure Generator is a flow throttling device
utilizing a gas as the flowing medium. For transducer testing, a device
of this type is superior to a liquid-coupled type. Devices uTiIizihg
a liquid coupling exhibit a targe interdependence betwsen the fransducer
acoustic input impedance and the operation of the device. There is also
a large and unpredictable effect upon +ran$ducer damping (Ref. 4). The
present range of operation of the Princeton Sinusoidal Pressure Generator
extends to 10 kcps, and it is expecféd that this range of opera+ion wili

be extended in the near future.
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The choice of the present design was based on frequency require-

ments and transducer dimensions. In general, The chamber should be as
small as practical since the lowesT resonant frequency of the chamber
will vary inversely with the chamber diameter. Therefore, small
chambers will have high resonant frequencies, which is desirable. The
IfmiT of chamber diameter is thus determined by the diametfer of the
targest transducer to be tested.

Carwile (Ref. 6) investigated the response of the chamber to
forced pressure oscillations. The work concluded that the pressure
in the chamber was uniform throughout and generally was sinusoidal in
variation up fo 10 kcps, if helium is the test gas. This device, in
its improved version, will be thoroughly discussed in the next section
of this report.

Step function changes in pressure have been more widely used
to test transient pressure measuring systems. Step changes have been
produced by breaking a bottle, quickly opening a valve, and by burst
diaphragm devices (Ref. 3,5,7,8,9). A considerable variety of
approaches have been attempted; these have found only Iimited success
in certain restricted applications. Some devices which show consider-
able promise are of the quick opening, large pressure release class.

A fast opening valve capable of generating selected pressure steps fo
5000 psi, similar to a high pressure version developed by the National
Bureau of Standards, has been employed by the Ballistics Research
Laboratories at the Aberdeen Proving Ground in Maryland (Ref. 9).

This device provides an accurate positive step with a rise time of
about 200 micro-seconds. The rate of pressure change or rise time of

such devices is inherently long in comparison with the period of the
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natural frequency of modern transducers, so that response To such
comparatively slow pressure changes cannot accurately be investigated.
Dynamic calibration with these devices is generally more applicable to
transducers with predominant modes of osciltation at frequencies below
10,000 cps.

For transient pressure measuring systems having a fast response,
that is, well-damped gauges haviné natural frequency in excess of
50,000 cps, the step function generator must be capable of changing
pressure from one known level fo another in an extremely short time. Of
equipment presently in use the shock tube best meets these requirements,
since it can provide a step increase in pressure on the order of 1072
seconds.

During the past twenty years, the shock tube has gained
singular pre-eminence as the basic intrument for the study of non-
staionary problems in fluid mechanics. Recently, the apparatus has
been employed in a seemingly unending and extensive variety of studies.
These include magnetohydrodynamics, combustion and flame propagation,
relaxation phenomena in gases, ionization, dissociation, wave inter-
actions, tfransonic and supersonic flow, shock loading of structures,
atomic physics of the states behind strong shock waves, gage pefformance,
and many others, Literature on this tool has grown quite extensively;
however, since most does not apply to the present endeavor, merely a
handful of clasic and current pieces of literature are cited as back-
ground material (Ref. 10-16).

Quite interesting is the first demonstration by Paul Vielle
at the turn of the century that a compression wave produced by breaking

a diaphragm separating regions of different pressure tfravels faster
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+han sound (Ref. 17). As early as 1910, Kobes (Ref. 18) developed the
theory of the ideal shock tube in a paper discussing the hydrodynamic
theory of vacuum and pressure air brakes for railroad rolling stock.

In 1932 Schardin (Ref. 19) utilized the theory of Kobes in a freatise
on the noise generated when a diaphragm separating regions of different
pressure in a pipe rupfured.

Unfortunately, the device was forgotten until the early 1940's
when Payman and Shepherd (Ref. 20) contributed significantly with their
experimental studies of shock tfube flow processes. The early papers
of Kobes and Schardin were unknown to several scientists who derived
+he shock tube theory independently in the 1940-1950 period. The
fundamental theory of the shock waves produced in the shock tube was
formulated by Stokes, Riemann, Rankine and others (Ref. Z1). The
basic theory of the shock tube was subsequently developed by a number
of investigators (Ref. 18, 19, 22). The shock tube work of G. T.
Reynolds (Ref. 23) at Princeton in 1943 laid the ground work - for
subsequent transient pressure system testing.

The methods of data interpretation for frequency response
testing are quite diverse. The sinusoidal pressure generating devices
covering the frequencies of interest offer simple direct measurement
of frequency response. Step function pressure generating devices are
considerably more difficult fo analyze. A tfransformation must be made
to amplitude versus frequency since The usual record is response to a
step function, fthat is, amplifude versus time. A solution fo this
limitation of transforming response from the time fo frequency domain
can be found through the use of computers, but there is considerable

drudgery in translating the step function record into a usable form for
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the computer. The fransient may be obtained from an oscilloscope using
a Polaroid camera. This photograph, usually enlarged to aid in picking
off the coordinates, may then be analyzed either manually or by an optical
scanning device. The data so received can then be fed to an IBM card
punch for the computer program, Another method is fo generate the
transient response periodically and then determine the frequencies
present in the periodic waveform with a harmonic wave analyzer. Since
this periodic waveform represents the system response to a square wave,
it is the response to an input which contains all harmonics of the
frequency of repetition, with the amplitude of each harmonic inversely
proportional to the harmonic number. The "flying spot scanner" used by
the Jet Propulsion Laboratory obtains transducer system response by
multiplying the wave analyzer output at each harmonic by the number of
the harmonic (Ref. 2,5). This system has great advantage in its
simplicity and rapid speed of operation. Many other instrumented aids
are available for the analysis of data. Included among these are over-
lay grids as an aid in numerical integration, mechanical infegration
devices such as Henderson's mechanical harmonic analyzer and Montfgomery's
optical harmonic analyzer, and magnetic wave drum analyzers (Ref. 7,24,

25,26).
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III, SHOCK TUBE
A. Purpose

The primary purpose of the shock tube work presented in this
report are:

I. to determine the possibilities of shock tube testing of
transient pressure measuring systems, including investigation of the
characteristics of the step function, ground shock and related shock
tube phenomena.

2. to develop more rapid, precise and convenient methods
of evaluating shock tube data and obtaining frequency response for
transient pressure measuring systems.

3. to find a transducer capable of high frequency response which
has a response ratio of unity fo frequencies in excess of 15,000 cps and
can be used as a monitor in the Princefon Sinusoidal Pressure Generator.

4, +to investigate shock tube end mounting versus side mounting
techniques which more closely duplicate rocket motor testing.

B. Theory

Determination of the dynamic characteristics of the transient
pressure measuring system requires a step function input of a predict-
able shape and pressure level in a time sufficiently short to shock-
excite the system under test. The pressure level must be maintained
for a sufficient time to obtain a steady record of the transducer
response. Until the present time, the shock tube has been the most
satisfactory apparatus for meeting these requirements.

I. Shock Tube Performance
A typical shock fube used for transient pressure testing

(Figure 2) consists essentially of a straight, constant cross-section
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pipe closed at both ends and divided infto two comparfments by a thin
burst diaphragm. The upstream compartment contains the driving gas at

a higher pressure P, ; the downstream or test seqfion portion contains
the fest gas at a lower pressure P, . The diaphragm separates the two
gases until it is burst either manually or by the pressure of the
driving gas. Upon rupture the driving gas compresses and produces a
shock wave in the test gas which travels at supersonic speed with a rise
time of about IO—9 seconds (Ref. 14). Simultaneously a rarefaction or
expansion wave moves back into the driving gas chamber. The shock

wave system is not fully developed until it travels at least 10 times
the diameter beyond the diaphragm (Ref. 27). Theoretically the diaphragm
is completely and instantaneously removed. As a result, a plane shock
wave is instantly propagated info the fest section and a centered rare-
faction wave into the upstream high pressure compartment.

A pressure profile and wave diagram is depicted in Figures 3
and 4. The pressure profiles are represented for three successive
times. At t = T, prior to rupture of the diaphragm the equilibrium
pressure difference P, and P, is shown. At T =1, affer rupfure
the shock wave produces a step-function increase in pressure and
temperature in the test gas, while imparting to it a certain velocity.
The high pressure driving gas expands through the rarefaction wave tfo
match this pressure and velocity condition at the contact surface. At
t = +, the shock wave meets the closed end of the test section and
reflects back upstream in still another sharp increase in pressure,
Subsequently, more complicated interactionsoccur between the reflected
shock waves, contact surface, and rarefaction waves. These are not of

interest in this report, since only the shock wave and its reflection
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SHOCK TUBE PRESSURE PROFILES AT
INTERVALS AFTER DIAPHRAGM BURST

Diaphragm
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F = foot of rarefaction wave R = head of refraction wave
S = shock wave RW = reflected wave
C = contact surface or interface

FIGURE 3
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from the closed end are used to produce the step function for the trans-
ducer evaluation. The theoretical and practical aspects of these inter-

actions are, however, well covered in literature previously referenced.

The wave diagram of Figure 4 represents a concise picture of the

flow situation in the shock tube. The abscissa represents distance along
the tube while the ordinate is the time after start of the shock.. The
wave phenomena appear as straight lines of constant propagation velocity.
The line separating region (I) and @) is the shock wave, S . The dot-
dash lines between regions (:) and (:) represent the expansion fan of the
centered rarefaction wave. The line separating tThe shocked test gas C)
and the fully-expanded driving gas 3) is called the contact surface or
interface which can support no pressure or velocity discontinuity. When
the initial shock wave reaches the end of the tube, it reflects and
propagates back up the fube, recompressing the once-compressed gas of
region () to a still higher level of temperature and pressure,
region B .
2, Ideal Shock Tube Theory

The theory of supersonic flow and shock tubes is covered in
many textbooks and reports (Ref. 10,13,19,21,22,28,29, eftc.). Much of
the research has been accomplished using air in both chambers of the tube,
assuming that the gas is ideal, and at constant values of specific heat.
Using these assumptions, relationships have been obtained between the
initial upstream and test section pressure ratios and the flow quantities
after diaphragm rupTure. Yoler (Ref. 30) developed a convenient relation-
shjp by matching pressure and velocity af the contact surface or as in

Figure 3 that pressures, Py, =P and velocities, V2 = V3 . Using

3 b4

an isentropic expansion from region (4) , the state of region (3 may
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be found and region (@) may be calculated from the conditions in
region (:) by the Rankine-Hugoniot shock relations. This relationship

in Reference 30 where it is referred to as 1.66 is

Ja-!
- 61\ @,
PL _ P P2 RAWAL
P, b =\7 - 1 O
2 2 | 1+ P2
x1-1 /P, +1

— ' —d

An analysis of this equation by Yoler shows that an increase in shock
strength will be obtained for a given value of the pressure ratio
across the diaphragm (P4/P|) if the driving gas contains a higher
internal energy per unit mass than the driven gas. This analysis
concludes that the lightest gas, hydrogen, would produce the strongest
shocks. Helium to air was used in this study because of the inherent
risk of explosion when using a hydrogen-to-air shock. Glass (Ref. 13)
points out the advantages of using helium as driving gas. and covers
thoroughly many other theoretical developments regarding helium-to-air
shock tube operation similar to that employed in this study. The

pressure ratio across the diaphragm for the helium-to-air shock fube is:

Py 4
pro= P+ P PIE- P,/P, (128.7 P,/P| + 150.4) 2)

This relationship is plotted in Figure 5 (Ref. [4).

The relation between incident shock wave Mach number, M. ,

P, 7
P 7T T 2
P|_6ES~] )

This assumes that P = Q(Cp - C,) T, adiabatic flow, and constant

and amplitude is:
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specific heat (Ref. 31). Shock front velocity can easily be measured in
the shock tube by measuring the time it takes for the shock front to
travel between two points in the tube. This will be described in the

discussion of thin film gauges.

The relation between incident and reflected shock amplitudes

upon reflection from a rigid wall is
7P, 4+ 4P ]
Py = 2P, ||~ 2 (4)
|/Pr+ P2

Combining Equation (4) with Equation (3) provides a more useful relation
between the reflected shock amplitude, undisturbed expansion chamber

pressure and incident shock front velocity.

7 2 + 4M
Ps = — s
P 3 < >Q + MS> =

Figures 6 and 7 show these relationships are of significant use in shock
tube design and initial experimentation.

The velocity of the contact surface or the tfranslational
particle welocity of the gas in the constant pressure region of the wave

is:

N
1
Nl—

MS -1 'P2

5 =5 £
V3=gaoT—7ao 'I+

P2
Py

~jo

+ |

where a, = speed of sound in the undisturbed expansion chamber air,
The velocity of the hot gas of the incident wave of the shock

wave reflected from the rigid end wall is:

Ps +P|
+|+(2{-l)< >
Vs = Vs ¥ P, 4P

P5 +P' .
P2 +P]
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REFLECTED SHOCK AMPLITUDE VS SHOCK FRONT VELOCITY
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This relation applies only prior to the passing of the reflected
wave through the contact surface. The specific heat rafio,,a/, changes
as the gases are mixed and the equation is no longer valid,

In the helium-fo-air shock tube employed at P, = 515 psia and
P, = 6.6 psia, P, ==75 psia and Py;==400 psia.

3. Behavior of a Real Shock Tube

The ideal shock tube theory assumes that the perfect gas law
applies, that specific heats are constant, and that the flow is adiabatic.
This is, of course, not true for the real shock tube. The specific heats
of the gases become temperature dependent at Mach numbers greater than
two or three and the algebraic relationships previously mentioned, which
were developed on the basic assumptions, are no longer valid (Ref. 13).
Many complex numerical methods have been developed in this area and may
be applied for precise solution of pressure and velocity problems.

Table I, derived from Table 4, Ref. 13, lists the flow quantities on

the high pressure side of the shock waves in air computed for temperature
dependent Specifié heats. Figure 8 shows variations of the flow para-
meters in air behind a normal reflected shock wave versus the incident
shock wave Mach number for a variable specific heat (Ref. 10). At Mach
numbers above five ionization and dissociation effects become pronounced,
however, since all experimentation was conducted below MS = 5 +these
effects were ignored,

The ideal shock tube assumed that the diaphragm burst insfan—
taneously and did not interfere with the flow and the shock waveform.
This is hardly the real case. The diaphragm must be pierced or ruptured
by pressure. It must then fold back to allow the helium to flow into

the fest section. The shock wave actually forms after it passes over
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Table I

Flow Quantities on the High Pressure Side of

Shock Waves in Air with Temperature

Dependent Specific Hea 1

(216

l.
2.

3.
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a finite length of tube. Both maximum amplitude and velocity are less
than predicted by ideal theory (Ref. [3). The formation distance
increases with initial pressure ratio, P4/P| , and the decrement of
both front amplitude and velocity increase with formation distance.
Thereafter, the shock front is continuously attenuated, both amplitude
and velocity decreasing with distance traveled (Ref. 32).

McAlevy (Ref. 33) developed and evaluated a self-bursting disc
made of commercially available aluminum sheet. Experimentation with this
disc corresponded closely to the theoretical which he predicted by
assuming that the diaphragm disforts to a hemispherical éhape. Applying
the stress analysis of a spherical shell smoothiy supported at the rim,

McAlevy obtained the following relationship which correlated the experi-

mental data quite well.

P, = 45/D Sult

4

where P4 is burst pressure
S is diaphragm thickness

D is diameter of tube

Suilt is ultimate tensile strength

Deviation with pressure was of the order of ¥ 10 psi when burst af
pressures up to 600 psja. No material was lost from these burst
diaphragms, an important consideration when evaluating ﬁighly expensive
thin-diaphragm transducers. A similar self-burst .020 inch thick,
aluminum diaphragm was utilized in this program, found to be highly
satisfactory, and, very inexpensive to use. Commercially available
aluminum sheet was simply cut intfo 2.5 inch squares and inserted between

the flanges at the center of the shock tube. Care had fo be exercised
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when tightening the four bolts joining these flanges fo insure that the
aluminum diaphragm was evenly supported at the rim. During velocity
calibration runs the quantities affecting shock strength formation, such
as burst pressure, diaphragm opening time, did not vary more than a few
percent of the measured shock velocity. This confirmed the reproducibility
and persistent petal formation pattern of the diaphragm rupture process.
Although the mechanism of the formation and growth of the
shock wave is still being actively investigated. McChesney in Reference 34
has propounded an excellent study on the subject. Riemann assumed the gas
to be a continuum or structureless fluid. The gas in the tube is, however,
‘composed of atoms or molecules and considerable empty space - it is far
from being a continuum. In a container of gas the molecules tirelessly
rusH-abouf colliding with one another, the sides of the wall, and then
travel freely to collide again. At the moment of rupture of the diaphragm
the molecules of gas in the test section are moving over relatively long
molecular mean free paths, because of the low density of the gas. These
molecules travel about 1000 feet per second. Compression of the gas in
the first small segment just ahead of the driver gas shortens the mean
free path of the molecules and increases the rate of collision among
them, increasing the velocity and femperature of the fest section gas.
The first minute disturbance passes forward at the speed of sound into
the next segment, compressing and preheating it for the arrival of the
next wave. As the waves overtake one another, building up intfo a large
pressure pulse, and as the pulse grows into a shock wave, the mean free path
of the molecules in the wave grows stiil shorter and the temperature rises.
It is not possible for the shock wave fo become an infinite

discontinuity, or to have zero thickness, precisely because it is
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formed from molecules of gas. The shock wave must always have some finite
thickness usually on the order of a few mean free paths. Across this
finite distance the pressure, femperature, density, and velocity all
change. As the shock wave forms and these gradients grow steeper, energy
in the form of heat and also momentum flows more swifftly from high
temperature regions and the velocity to the regions in the wake of the
wave where these quantities are low. Ultimately these opposing mechanisms
of steepening and spreading balance and the shock wave profile becomes
stable. Glass (Ref. 13) has found experimentally that a fast burst for

a 3" x 3" tube requires about 33" of travel beyond the diaphragm before
the shock front is fully developed and maximum shock velocity and

strength are obtained.

The Rankine-Hugoniot shock wave relations predict quite
accurately the pressure level immediately following reflection of the
shock wave. Unfortunately, as the shock wave propagates back up the
tube it overtakes an attenuated, non-uniform slug of once-shocked test
gas, the contact surface, expansion wave, etc., and its interactions
produce reflected waves which propagéfe to the end wall to produce
pressure fluctuations. As a result of these inferactions, the pres-
sure history at the end wall or test section is very difficuit to

predict theoretically. Therefore, in order to know the pressure of the
~gas during fransient pressure transducer festing, an experimental
determination of the pressure history over a range of incident shock
velocities (2{ M {5) had to be made.

It is particularly advantageous to conduct the fransducer
shock tube test at a constant test gas pressure level, Such a situation

can be realized if the reflected shock wave passes smoothly through the
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contact surface without creating a reflected wave. Both the driving and
test gases must be brought o equal pressure and velocity by the passage
of the reflected shock wave for this to occur.

This condition is referred to as the "tfailored interface" or
the non-reflecting contact surface (Ref. 35). By imposing this matching
condition on the shock tube equations, it is possible fo calculate, for
any reflected shock in a testing gas, the initial temperature and pres-
sure of driving gas necessary to produce this desired condition. It
has been found that a unique relation between the desired shock Mach
number and the composition of the driving gas will produce this condition.
For helium-to-air, at constant specific heat and at room temperature,
the calculated shock Mach number is M, = 3.8 (Ref. 35). Several other
authors have experimentally found that the non-reflecting condition
is quite insensitive to the actual Mg , so long as it is close fo the
critical value (Ref. 33,36). During the present program the pressure
histories obtained showed this to be true for values of 3.3<Ms<3.8.
Using an end-mounted Kistler 60IA pressure transducer records were
obtained of the pressure history of the shock reflection process. See
Figure 9. At Mach numbers less than critical, Figure 9c, the shock
wave seemed to be absorbed as it was refracted at the interface, a
situation which resulted in reflected rarefaction waves which decreased
the end wall pressure. At Mach numbers greater than critical, Figure 9a,
the shock waves were amplified when refracted at the interface and
compression waves were reflected, producing a gradual pressure riSe.

The duration of the constant test gas pressure level at the
end wall is also contingent upon the length of the shock tube (Ref. 15,

16,28). It is necessary to select a design Iengfh dependent upon the
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TAILORED INTERFACE CONDITION

Kistler 601A end mounted
in shock ftube Mg = 4.8
Sweep at 200 4 sec/cm

FIGURE 9a

Kistler 601A end mounted
in shock tube Mg = 3.6
Sweep at 200 #¢ sec/cm
Shows constant pressure
level which is obtained

by operation at tailored
interface.

FIGURE 9b

Kistler 60lA end mounted

in shock tube M, = 2.8
Sweep at 200 4y sec/cm

FIGURE 9c
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characteristics of the fransducers to be tested, so that damped oscillations
resulting from the pressure step can die down appreciably. To obtain this
limiting time it is important to choose values of P4 , PI , and shock
tube design length to optimize the advantage of the tailored interface and
the desired transducer steady pressure testing duration. It has been
experimentally determined during this program that for the particular
design of shock fube employed the optimum operating conditions were
P4/P| = 120 , which with a 72-inch test secfion, produced an M, = 3.60
(See Fig. 9b). These conditions were therefore selected for the majority
of all system testing and provided the sharpest pressure rise and more
than four milliseconds of steady pressure after shock wave impingement on Tﬁe
transducer diaphragm.

A facTor.deTracTing from the sharpness of the shock-induced step
function, a factor which reduces the rise fime of the initial normal
shock front, is the irregularity in certain transducer diaphragms. These
irregularities caused by the particular design of cooling passages, cause
a broadening of the impingement of the shock front. This effect causes
an undesirable increase in wave rise time. Despite this factor the rise
time does not exceed one microsecond.

Several experimenters (Ref. 13,14,32) have determined that
roughness of the tube wall contributes significantly to attenuation. Any
irregularifieé of the wall surface also result in shock reflections and
complex interactions. These then cause a certain amount of '"noise" to be
superimposed upon the tread of the step in the transducer photographs
obtained in testing. It is important therefore to machine the inner
walls of the tube to minimize irregularities and to keep the walls as

free of protuberances as possible. In an attempt to keep the inner walls
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clean and fo reduce this form of interference, a miniaturized thin film
gauge with a .218 inch diameter was devised for temperature surveys and

to act as trigger for the oscilloscope. This new device will be described
fater in the report and in Appendix B.

Ground shock is another infer%erence factor which is undesirable
in system testing. This effect is caused by the shock being transmitted
through metal of the tube. Since the speed of sound in the metal is
several times the speed of the shoék in the test section, the ground
wave through the metal arrives at the test station some time ahead of
the shock front. The vibration due to this ground shock results in the
generation of a spurious electrical signal which is superimposed on the
response of the transducer. Smith and Lederer (Ref. |4) concluded that
the tube was set into vibration upon rupture of the diaphragm and again, at
a higher amplitude, upon the arrival of the shock at the closed end. This
vibration was predominantly longitudinal and since the tube is not a
simple structure more than one resonant frequency could be expected.
Normally, increasing the rigidity of the mounting of the shock tube
decreases the vibration magnitude. Jones (Ref. 4) found that by using
springs to suspend the shock Tubé in the axial plane, it was possible to
lower the frequency of the vibration sufficiently to essentially eliminate
interference from this source.

C. Description and Operation of the Apparatus

A photograph of the |.6 inch diameter shock tube is found in
Figure 10. The appropriate valving and a pressure gauge for the helium
gas supply are connected fo the pressure inlet on the driving end of
the tube (See Figure 25. A vacuum pump, manometer, and valving to the

atmosphere complete the test section connections. Various connections
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and valving for transducer coolant flow are also available. Adapters
for the installation of various types and sizes of transient pressure
measuring pickups are located in the side and in the replaceable end
flanges. The housings for the thin film gauges which are used for
velocity measurement and fo act as triggers for the initiation of the
oscilloscope sweep are seen on the test section. The diaphragm holder
flanges separate the upstream and downstream portions of the tube. The
shock tube is free to move axially under the compression of four springs
which shock mount the tube to the bulkhead.

A record of the transducer response to the step input is
obtained by photographing the trace on a Tektronix (type 551 Dual
Beam) Oscilloscope using a Polaroid Hewlett-Packard Model [|96A
Oséilloscope camera. The high-impedance charge signal of the transient
pressure transducer tested was converted fo a low-impedance voltage or
current signal through its own amplifier.

A unique miniaturized thin film gauge was developed to serve
the twofold purpose of measuring the velocity of the shock wave and
sensing the arrival of the wave early enough to permit initiation of
the oscilloscope sweep (See Figure Il). The thin film gauge signal
is fed into its own specially designed amplifier which is equipped
with a gain control so that gain may be adjusted when required to
reduce its sensitivity to stray electrical transients. The aluminized
thin film (about /10 micron) of the gauge senses the impulsive passage
of the hot gas of the shock wave. This causes a jump in the eleéTricaI
resistance of the film providing a small, but precise, step voltage
rise across the element. The rise time of the thin film gauge is

less than one microsecond and the output about three millivolts when
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New Miniaturized Thin Film Gauge
Compared with Conventional Thin Film Gauge

FIGURE Il
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used in the circuit as shown in Figure 2. Figure 12 shows typical wave-
forms of the film gauge output and Appendix B describes ‘the design and
construction of the new miniaturized thin film gauges.

The transducer to be tested is mounted either in the end flange
or in the side of the tube. Another transducer, normally a Kistler 601A,
is mounted alongside in the end flange or opposite in the side configur-
ation as in Figure 2. This transducer then acts as monitfor and enables
an accurate comparison and a means of cross checking previous +e$+s.

In this manner it is possible fo verify the operating conditions in
both the shock tube and sinusoidal pressure generator. The water-
coolant flow is then connected and adjusted to the manufacturer's
recommended flow rates and/or pressures. An aluminum diaphragm is
inéerTed between the holding flanges and the flanges bolted together.
The vacuum pump is actuated and the test section of the tube is
evacuated to the desired pressure. After connection of all electrical
leads to transducers, thin film gauges, amplifiers, oscilloscope, efc.,
helium is introduced into the upstream portion of the fube; pressure
is increased until the diaphragm bursts. Immediately after the burst
the helium pressure valve is furned off and the shock tube vented to
the atmosphere.

In addition to operating in the manner just described,
temperature surveys and shock wave velocity checks were performed using
extra thin film gauges mounted in fthe transducer test stations. The
output of the thin film gauges were then recorded on The.oscilloscope.
When conducting shock wave velocity measurements the amplitude output
of the thin film gauges (which for this purpose are spaced exactly

12.0 inches a part) was used to actuate a Hewlett-Packard Model 521
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MINTATURIZED THIN FILM GAUGE WAVEFORM

Thin film gauge output wave-
form compared with Kistler
601A, both side mounted in
shock tube at M, = 3.6
Sweep 50 4 sec/cm

FIGURE 12a

Thin film gauge output wave-
form compared with Kistler
601A, both side mounted in
shock tube at Mg = 3.6
Sweep 10 «f sec/cm

FIGURE [2b

Thin film gauge output wave-
form mounted in end of shock
tube at Mg = 3.6

Sweep 10 Af sec/cm

Rise time ==| 4 sec

FIGURE I2c
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Electronic Interval Counter to verify the time between traces on the
oscil loscope record.

Once a photograph on measurement of the dynamic physical
phenomena is obtained, the task becomes one of evaluating and analyzing
the obtained data. The characteristically high speed, complex, wave-
form does not easily lend itself to interpretation, and may not divulge
its infrinsic volume of information unless a convenient, rapid
analytical evaluation process'is available to the research program.
Each slope, amplitude, turn and wiggle of a complex waveform may have
its significance in the sYsTem's dynamic behavior; and must not be
neglected in the evaluation process.

Although the Princeton Group does not have available a high
speed flying spot-scanner of the JPL type of analog-to-digital converter
(Ref. 2,5), considerable use was made of a Benson-Lehner Optical
Scanner which was coupled to an IBM card punch unit (See Figure |3).
This device enabled a competent operator to reduce the waveform to
x and y coordinates where readout is effected as a '"signal magnitude
versus time" function in coded punch cards. This device reduced the
tedious hand reduction of data to a matter of minutes (less than an
hour). The punch cards are then fed into an IBM 7090 computer program
in which the frequency response of a transient pressure measuring
system may be obtained by comparing its output as a functiion of time to
a known input function. When the shock tube is operated at the
tailored interface condition the shock wave produced closely appfoxi-
mates a step function input and is of sufficient constant pressure level
duration to obtain a steady record of the transducer response. The

computer program then evaluates the Fourier transform of the output function
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+o the Fourier transform of a step input function. This, when calculated,

is printed out as frequency versus response and quantitatively represents

the dynamic response of the system under fest. Knowing the dynamic

response enables the obtaining of a true recording of the insTanTaneoué
pressures, regardless of the rapidity of the oscillations. This
information is especially vital in attacking such problems as combustion
instability in liquid propellant. rocket engines.
D. Experimental Results

An evaluation of the actual shock wave Mach number versus
diaphragm pressure ratio was completed using the thin film gauge to
detect the arrival and time of passage of the shock wave across a known
distance. The time interval between voltage pulses was measured with
! ﬁicrosecond accuracy by means of a Hewlett Packard Model 52|
Electronic Interval Counter. The accuracy of the time interval was
checked simulfaneously by displaying the output of the two gauges,
which were spaced 12 inches apart, on the Tektronix Oscilloscope and
photographing the trace (See Figure 14). From the measured pressures,
P4 R PI" the temperature in test section, and hence knowing the
speed of sound in air the speedvof the shock wave can be determined.
The experimental points which were found are plotted in Figure 15,
showing a very close agreement with the theoretical curve with variable
specific heat obtained from Figure 24 of Reference 30.

"The thin film gauges were also used to evaluate the temperature
profile within the shock tube. Fiéure 12 shows typical phoTographic
traces of the thin film gauge output while mounted in the end and in the
sides of the shock tube. |

To investigate the characteristics of the shock fube in its
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SHOCK TUBE SPEED CALIBRATION
THIN FILM GAUGES USED TO MEASURE TIME OF SHOCK_PASSAGE

Sweep 50 «fsec/cm
'V = /328 = 3050 fps

M, = 2.70

FIGURE [4a

Sweep 50 4 sec/cm
p4/pI = 103.3

V = 1/252 = 3970 fps

MS = 3.50
FIGURE 14b
- Iﬁvﬁﬂr“~“j‘“ Sweep 50 Afsec/cm
; ‘ p4/pl = 525

V= 1/177 - 5650 fps

M = 4.97
s

FIGURE l4c
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application to the testing of transient pressure measuring systems,
several different test applications were utilized. These consisted

of end-mounted, side-mounted, ground shock, and ball drop technique
evaluations. Comparisonswhen possible were also made with the

results of the sinusoidal pressure generator, rocket motors, and
other test devices such as the Bureau of Standards pnéumafic step
function generator and the Bureau's large shock tube instaltation.

The majority of testing was done with such fransducers as the

Kistler 601, 60lA, 603A and to a lesser extent with the Dynisco PT-49,
PT-76, Elastronic EBL 6009 and Photocon Mode! 755.

Figure 16 through Figure 33 are transducer evaluation tests
.showing the oscilloscope photograph obfained, the pertinent test
conditions, natural frequency, rise time, damping, and the frequency-
response curve,

The end mounted tests were conducted by installing the
transducer in an appropriately sized end plate or adapfér, and
operating the shock fube as previously described.(See Figures 16
through 23). The side mounted tests were similarly conducted (See
Figurés 24 through 26).

The investigation of the effect of ground shock on the
transducer was conducted by mounting the transducer as in the end-
mounted position, described above. However, a one-quarter inch thick
steel plate was inserted immediately forward of the end mounting. flange.
The average maximum amplitude of the Kistler 60IA and 603A Transducers
tested in this manner was about one-fortieth as strong as that average
maximum amplitude felt when the shock wave impinged directly on an

end-mounted transducer diaphragm while operating at Mg = 3.25 and
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Model
Kistler 60IA

Serial
3037 _

Date

.BFMarqh 1963

Type of Evaluation

Shock Tube

Mounting
End

Run No.

Test Con

ditions

Test Sect. Press.
Py = 17in. HG (VAC

) alr

24 =

Driver Sect. Press.
530 PSI Heli

um

Shock Wave Velocity
Mg = 3,32

Sweep Speed
20 1/ sec/cm

Sensitivlty
Upper Lower
2000 mv/cm mv/cm
Natural Frequency Dszing Factor
149,000 cps = ,012
Rise Time T¥?e Analysis
2 4 sec OSCAR-7090
Remarks/Comments
66 Charge Amplifier 10 mv/pcb

LTt R B SR N e i S
¥
¥

L B

Response Ratio

3.0
2.0
1.0 | A
0 .
3 104 10°

Frequency Cycles/sec

FIGURE 16
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TRANSDUCER EVALUATION TEST

Mode |
Kistier 603A

Serial
3484

Date
10 April 1963

Type of Evaluation

Shock Tube

Mounting
End

Run No.

Test Conditions

Test Sect. Press.

P, = |7 in, HG (VAC) air
Driver Sect. Press.
P, = 530 PSIG _ Helium
Shock Wave Velocity | Sweep Speed
Mg = 3,32 20 4/ 56C/Cm
SensitiviTy
Upper Lower
500mv/cm mv/cm
Natura! Frequency Damping Factor
171,000cps = .03
Rise Time Type Analysis
| .5« s6C QSCAR-7090
Remarks/Comments
566 Charge Amplifier 10 mv/pchb

Response Ratio

LA
0 3

FIGURE |7

104

Frequency Cycles/sec
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TRANSDUCER EVALUATION TEST

Mode | . Serial
Kistler 60l 1886

Date

3 March 1963

Type of Evaluation Mounting
Shock Tube End

Run No;

16 (5A)

Test Conditions

Test Sect. Press.
P, = 7 in. HG (VAC) air

Driver Sect. Press.
Pg = 500 PSIG  Helium

Shock Wave Velocity | Sweep Speed
Mg = 3.30 20 4¢sec/cm
sensitivity

Upper Lower

1000mv/cm mv/cm
Natural Frequency Damping Factor

132,000 cps | 5= .10

Rise Time Type Analysis

2 A sec QSCAR-7Q90
Remarks/Comments

566 Charge Amplifier 10 mv/pcb

Response Ratio

3.0
2.0
|
1.0 _f”/’-i- 1.
0
10° 104 102

Frequency Cycles/sec

FIGURE I8
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Mode|
Kistler 601

Serial

Date

October 1962

f Evaluati
Type of Evaluation Shock Tube

Mounting

End

Run No.

6

Test Conditions

Test Sect. Press.

Py = in, HG (VAC) alr

Driver Sect. Press.

P, = PSI Hel i um

Shock Wave Veloclty | Sweep Speed

MS = ZO/ﬁGC/Cm

sensitivity
Upper Lower
mv/cm mv/cm

Natural Frequency | Damping Factor
1 30,000cps =

Rise Time Type Analysis
3 44 sec | OSCAR-7090

Remarks/Comments National Bureau of
Standards. Shock Tube photograph for

comparison with magnetic drum wave analyzer.

Marks at bottom of graph indicate resonances found by magnetic drum

3,0
2.0 A
/
/
//
L~
1.0 —
. Blit 4 4
10° 104 10°

Frequency Cycles/sec

FIGURE 19
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TRANSDUCER EVALUATION TEST

Mode|
Dynisco PT49 AF-IM

Serial
10970

Date

I3 March 1963

Type of Evaluation

Shock Tube

Mounting End
n

Run No.

14

Test Conditions

Test Sect. Press.

P = 17 in. HG (VAC) air
Driver Sect. Press. '
Pa = 500 PSIG _ Helium
Shock Wave Veloclty | Sweep Speed
Ms = 3,30 50 4 sec/cm
sensitivity

Upper Lower ¥

10 mv/cm 2000 mv/cm I
Natural Frequency Damping Factor

20,000 c¢ps = ,040

Rise Time Type Analysis

1] A sec QSCAR~-7099Q
Remarks/Comments |ower trace is Kistler

601 monitor used in side

2t

.§;:§:mnmﬂuwﬁ~uu&-bahmﬂﬂ

Response Ratio

3,0

2.0
A

1.0

0

Frequency Cycles/sec

FIGURE 20
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Model
Elastronics EBL 6009

Serial
259

Date

{7 April

1963

Type of Evaluation
Shock Tube

Mounting
End

Run No.

18

Test Conditions

Test Sect. Press.
Py = |7 in. HG (VAC) alr

Driver Sect. Press.
P, = 542 PSIG Helium

Shock Wave Veloclity | Sweep Speed
Mg = 3,33 204sec/cm
Sensitivity
Upper Lower
1000 _mv/cm mv/cm
Natural Frequency ping Factor
57,000¢ps = .03l
Rise Time Type Analysis
4 4 sec OSCAR-7090
Remarks/Comments

Type 2! Wide Band D.C. Dynaelectrometer

Response Ratio

3.0

2.0

104

Frequency Cycles/sec

FIGURE 21
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TRANSDUCER EVALUATION TEST

Mode | Serial Date
Dynisco PT76-1M 9375 It April 1963
Type of Evaluation Mounti No.
vp Shock Tube "9 End Run No. 5
Test Conditions

Test Sect. Press.

]

Response Ratio

Frequency Cycles/sec

P, = 17 in. HG (VAC) air A 3 } ]
Driver Sect. Press. B s R e S
by = 540 pSic teliun MY A~
Shock Wave Velocity | Sweep Speed -~v*1*iw~444+«w4+*+»u s S S
Ms = 3,37 1004 Sec/cm )
sensitivity
Upper Lower
5 mv/cm mv/cm
Natural Frequency Dampping Factor
23,000 cps f: .03
Rise Time Type Analysis
12 M4 sec OSCAR-7090
Remarks/Comments
3,0
2,0
1.0 f#t
0
10° 104 10°

FIGURE 22




TRANSDUCER EVALUATION TEST
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Mode |
Photocon Modes 755

Serial
PRP6202

Date
17 April

1963

Type of Evaluation
Shock Tube

Mounting
End

Run No.

25

Test Conditions

Test Sect. Press,
P, = 17 in, HG (VAC) alr

Driver Sect. Press.
P, = 512 PSIG  Helium

Shock Wave Velocity | Sweep Speed

Dynagage D.G. 605 Amplifier used

Mg = 3,22 50 4{ sec/cm

sensitivity
Upper Lower

1000 mv/cm mv/cm
Natural Frequency Damping Factor
20,500 ¢ps §= .028
Rise Time Type Analysis
15 ¢¢sec | OSCAR-7090

Remarks/Comments

3,0
o
2
&
o 2.0
9]
[ =
0
Q.
v
0]
.2
1.0 A
0
10° 104 10%
Frequency Cycles/sec
FIGURE 23
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TRANSDUCER EVALUATION TEST

Modell Serial Date
Kistler 601A 3467 4 May 1963

Type of Evaluation Mountin Run No.
vP Shock Tube g Side 33/34

Test Conditions

Test Sect. Press.
Py = 20.5in. HG (VAC) air

Driver Sect. Press.
P, = 530 PSIG  Helium

Shock Wave Velocity | Sweep Speed
Ms = 3,60 20 4{ sec/cm
sensitiviTy
Upper Lower
500 mv/cm 500 mv/cm
Natural Frequency Damping Factor
143,000 cps d8= .024
Rise Time Type Analysis
3 & sec OSCAR-7090

Remarks/Comments Kistlier 60IA used as
monifor mounted diametrically opposite

the test transducer.

I
3.0 :li
istler |601A undef [tgs|t I |
—|<4 Kistier 6014 monitof 1l |
(il (]!
2.0 |
) I
,l
VAl
- A
”“» / N\ !
0
10° ro4 10°

Frequency Cycles/sec
FIGURE 24
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TRANSDUCER EVALUATION TEST

Mode | Serial Date
Kistler 603A 3484 18 April 1963

Type of Evaluation Mounting Run No.
Shock Tube Side 10

Test Conditions

Test Sect. Press.
Py = 17 in, HG (VAC) air

Driver Sect. Press.
P, = 542 PSIG Hel i um
Shock Wave Velocity | Sweep Speed

Mg = 3.33 20 4y sec/cm
Sensitivity '
Upper Lower
100 mv/cm mv/cm

Natural Frequency Damping Factor
171,000 cps L= .009

Rise Time Type Analysis
2 4 sec OSCAR-7090

Remarks/Comments
566 Charge AMPL |0 mv/pcbh

3.0

2.0

10° o4 105
Frequency Cycles/sec
FIGURE 25
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TRANSDUCER EVALUATION TEST

Mode
Dynisco PT49 AF-IM

Serial
9625

Date

4 May 1963

Type of Evaluation
Shock Tube

Mounting
Side

Run No.

31/32

Test Conditions

Test Sect. Press.
P; = 20.5in, HG (VAC) air

Driver Sect. Press.
P, = 530 PSIG He !l i um

Shock Wave Veloclity | Sweep Speed
Ms = 3.60 2045ec/cm
Sensitivity
Upper Lower
I mv/cm 500  mv/cm

Natural Frequency Damping Factor

22,800¢cps = 075
Rise Time Type Analysis

10 4 sec QSCAR~-7090
Remarks/Comments

Kistler 601A used as monitor, mounted

Response Ratio

in side diametrically opposite Dynisco

| !
1iH
|
NN
3.0 I
Dyniscq under fegt | | Al
e lt=t |KisTier] mon{i tof | : “|
il
2.0 { !! ’
Hy’ l‘ll
k ‘H' , |
Z - 1,“‘L"' V ’
1.0 ﬁy—/ Caw > }
0 3

104

Frequency Cycles/sec

FIGURE 26
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TRANSDUCER EVALUATION TEST

Mode | Serial Date
Kistler 60I1A 3037 4 March 1963
Type of Evaluation Mounting Run No.
Shock Tube Ground Shock End - Behind 1/4" Plate

Test Conditions

Test Sect. Press.

Py = 7 in, HG (VAC) alir
Driver Sect. Press.
Ps, = 518 PSIG _ Helium L, \
Shock Wave Veloclty | Sweep Speed -3'@vxuf
Mg = 3.33 20 sec/cm T Cev
sensitiviTy e
Upper Lower
50 mv/cm mv/cm
Natural Frequency Damping Factor
147,000 eps =
Rise Time Type Analysis
sec OSCAR-7090
Remarks/Comments

Shock Wave Impacts at 2 cm

¢ v

Response Ratio

3.0
2,0 \
oty
A
>
1.0 =
0

FIGURE 27

Frequency Cycles/sec
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TRANSDUCER EVALUATION TEST

Mode | Serial Date

Kistler 603A 3484 10 April 1963
Type of Evaluation Mounting Run No.

Shock Tube Ground Shock End - Behind /4" Plate Hl

Test Conditions

Test Sect. Press.

Response Ratio

Py = 17 in, HG (VAC) air
Driver Sect. Press.
P, = 520 PSIG  Helium
Shock Wave Velocity | Sweep Speed
Ms = 3.34 20 4¢ sec/cm
sensitivity
Upper Lower
50 mv/cm mv/cm
Natural Frequency Damping Factor
183,000 cps =
Rise Time Tyge Analysis
sec OSCAR-7090
Remarks/Comments
Shock Wave Impacts at 3 cm
3.0
2.0
/’— N
1.0 P j/ f
0
10° 104 103

Frequency Cycles/sec

FIGURE 28




-55-

TRANSDUCER EVALUATION TEST

Mods |
Kistler 601A

Serial
3037

Date
| March 1963

Type of Evaluation
Ball Drop

Mounting

Run No.

Test Conditions

Test Sect. Press.

Py = in, HG (VAC) air
Driver Sect., Press,
Py = PSI He | i um
Shock Wave Velocity } Sweep Speed
Mg = 20 4¢ sec/cm
SensITIvVITy
Upper Lower
500 mv/cm mv/cm
Natural Frequency Ezmping Factor
145,000 cps = 0085
Rise Time Type Analysis
sec Graphical-7090
Remarks/Comments

566 Charge Amplifier

10 mv/pcb

UUYLVUVNY

i

“% D . ‘
‘m ”M?A'I'AMM A A“. \ ",';.

Response Réfio

(|
/I
2.0 /
1.0 il
° IO3 104 10°

FIGURE 29

Frequency Cycles/sec
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TRANSDUCER EVALUATION TEST

Mode |
Kistler 601A

Serial

Date

3037 | March 1963

Type of Evaluation

Ball Drop

Mounting

Run No.
15

Test Con

ditions

Test Sect. Press.
Py in. HG (VAC

) ailr

Driver Sect. Press.
P, = PSI Hel i

um

Shock Wave Veloclity
MS

Sweep Speed
2004 sec/cm

Sensi

FIviTy

Upper
500 mv/cm

Lower
mv/cm

Natura! Frequency
145,000 cps

Damping Factor
= ,0078

Rise Time

Type Analysis

sec

OSCAR-7090

Remarks/Comments
566 Charge Amplifier

10 mv/pchb

ot et sl o v -44—4-4’—0-&-#—6—0-

TTREA i
g

L] (]
WAL

+—@—0—§—&-‘—0—¢-@—‘ B

s s e e e e b e

i

e A i e

Response Ratio

3,0

2.0

10

4

Frequency Cycles/sec

FIGURE 30
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TRANSDUCER EVALUATION TEST

Mode |

Serial

Elastronics EBL 6009 259

Date
17 April 1963

Type of Evaluation

Ball Drop

Mounting

Run No.

Test Conditions

Test Sect. Press. 7 {
P, = in. HG_(VAC) air ‘ ) l
Driver Sect. Press. VS G S
Py = PSI Helium
Shock Wave Veloclity } Sweep Speed e e et
Mg = 204 Sec/cm
SensiTiviTy
Upper Lower
{00 mv/cm mv/cm
Natural Frequency ping Factor
63,000 cps = .027
Rise Time Type Analysis
s OggAR—7093
eC
Remarks/Comments
3.0
2
+—
&
o 2.0
)]
c
0
Q.
[0}
¢ \]
0
Frequency Cycles/sec
FIGURE 3|
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TRANSDUCER EVALUATION TEST

Mods |
Photocon PRP 6202

Serial
Mod. 755

Date

7 April 1963

Type of Evaluation

Bali Drop

Mounting

Run No.

29

Test Conditions

Test Sect. Press.

Py = in. HG (VAC) air

Driver Sect. Press,.

Py = PSI Hel ium

Shock Wave Velocity | Sweep Speed

Mg = 50 4¢ S6c/cm
sensitivity

Upper Lower

200mv/cm mv/cm
Natural Frequency Damping Factor
22,000 cps = ,087

Rise Time Tnge Analysis
sec | OSCAR-7090

Remarks/Comments

Response Ratio

3,0 1
2.0
V\J
1.0 \ﬁ/‘u/
0
10° 104 107

Frequency Cycles/sec

FIGURE 32
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KISTLER 601 TRANSDUCER EVALUATION
BY NATIONAL BUREAU OF STANDARDS

Pneumatic step function generator test of Kistler 60|
transducer (sweep 2 msec/cm, step is 49.7 psi)

PANORAMIC HLTRAS
MODEL “t /0

!

Magnetic wave drum recorder analysis of
Kistler 601 tfransducer

FIGURE 33a

FIGURE 33b
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MS = 3.60. The average maximum amplitude of the ground shock was one-
tenth as strong as the average maximum amplitude of a side-mounted
transducer (See Figures 27 and 28).

The ball drop technique of fransducer excitation, which is
explained in detail in Appendix C was utilized to verify the shock tube
results and to aid in selecting a transducer suitable for use as monitor
in The sinusoidal pressure generator. An evaluation of the transducers
tested in this manner is included in Figures 29 through 32 which show
the natural frequency, damping, and frequency response curves.

Figures 19 and 33 include evaluations of a Kistler 60l trans-
ducer obtained for this program by the National Bureau of Standards.
This transducer was tested in the Bureau of Standards pneumatic
pré53ure function generator and shock tube. The shock tube run was
analyzed by magnetic drum wave analyzer. Analysis of this same shock
tube run was also performed by the optical scanner and IBM 7090
computer. These results are depicted in Figure 19.

Dual end-mounfed and dual side-mounted shock fube tests were
conducted. A flange was constructed which enabled the side-by-side
end mount testing of a Kistler transducer and almost any other flush
diaphragm fransducer used in rocket motor testing. A shock tube was
constructed which was cépable of mounting ftwo transducers directly
opposite each other for side mount testing (See Figure [0). Results
of these shock tube runs may be seen in Figures 24 and 26.

During the course of this program it was found that ground
shock, which may be seen prior to the incident wave hitting the
diaphragm, was considerably decreased if a rubber or plastic "0" ring

seal were used in preference to a copper or brass gasket type seal.
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This effect may be seen ih Figure 34,

A Kistler 60lA was mounted in such a way that if could be
extended into the side of the shock tube or recessed within the side
wall. A survey varying the transducer position from protruding /16"
from the sidewall in increments of 1/32" to recessed I/16" within the
side wall showed no noticeable difference in ground ‘shock, natural

frequency, damping, and rise time.
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KISTLER 601A SIDE MOUNT TESTS
COMPARISON OF COPPER AND PLASTIC SEALS

Kistler 60IA installed in side using copper gasket side
between adapfor and shock tube (sweep 20 #4¢sec/cm, sensi-
tivity 500 mv/cm, 566 charge amplifier at 10 mv/pcb)

FIGURE 34a

Kistler 60IA installed in side using plastic "0" ring
seal befween adaptor andlshock “tube (sweep 20 afsec/cm,
sensitivity 500 mv/cm, 566 charge amplifier at 10 mv/pcb)

FIGURE 34b
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IV, THE PRINCETON SINUSOIDAL PRESSURE GENERATOR
A. Purpose and Objectives

The purpose of this work was to investigate the Princeton
Sinusoidal Pressure Generator (SPG), its methods of operation, and to
demonstrate its practical value as a rapid, relatively simple, and
accurate test device for various types of fransient pressure measuring
transducers.

In order to accomplish this and to understand more completely
the principles of the SPG, it was necessary to develop a theoretical
model. From this model the relationship of some of the geometric
features and operating conditions could be determined. Further
relationships between these and average and peak-tfo-peak pressure
fluctuations in the chamber could also be derived. These relation-
ships could be useful in defermining the results of changes in operating
conditions or geometry, and similarly, they could indicate what changes
to make in order to achieve desired conditions in the chamber.

Another ob jective was to investigate chamber resonant
conditions and chamber response. Much of this work would be an
extension of the work reported by Carwile in Princeton University Aero-
nautical Engineering Report No. 595-d, although the approach would be
somewhat different.

The last major objective was to test various types of transient
pressure measuring transducers on the SPG in order to determine the
practical ity of the SPG as a test device for these transducers.

During the course of the testing, it was expected that
operating techniques would be improved, and that the SPG itself would

be improved. Improvements would be desirable in the following
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areas:

|. Higher average chamber pressures.

2. Higher peak-fo-peak pressure fluctuations
especially at the higher end of the frequency
range.

3. More accurate resulfts.

4. More economical operation.

B. Theory

|. Resonant Modes of the Chamber

The standing waves in a cylindrical chamber, such as that
found on the SPG, may be determined from the wave equation written

in cylindrical coordinates (Ref. 6,37):

| 0% _ 19 (rQP L 3% 0%
ryate v i g P 0

The solution to this equation, with appropriate boundary

conditions, yields an expression for the frequency of standing waves

in a cylinder (Ref. 6)
S
V- | G
2 L a

Thus, for a given resonant mode in a given chamber, the
frequency will depend on the velocity of sound in the medium filling
the chamber. Values for n, and °<nm for various resonant modes
are given in Ref. 6 and 38.

Therefore, if the chamber dimensions are known, and the speed
of sound in the chamber medium is known, the theoretical frequency for

any resonant mode is easily calculated. Resonant modes are identified

as "radial," "tangential," or "longitudinal," depending on their
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relationship to the cylindrical axis. For a flat chamber the longitudinal
mode cannot be excited. The pressure patterns of various tfransverse modes
are shown on Figure 35.

A more deTaiIed’deveIopmen+ of the above theory can be found
in Reference 6.

2. Chamber Pressure
a. Average chamber pressure
In order to develop the ideal theory for average chamber

pressure, a simple model of the SPG chamber will be constructed. Consider

a cylindrical chamber with inlet and outlet as shown below.

<

| (o]

NN

The following assumptions are made:

(1) Perfect gas laws apply

(2) Flow up to the inlet throat is isentropic

(3) Flow from the chamber to the outlet throat
is isentropic

(4) The flow is adiabatic throughout
(5) The flow is choked at the inlet and outlet
With these assumptions, mass flow rate into the chamber may
be conveniently expressed as the mass flow at the inlet throat, and

will be a function of reservoir conditions and inlet throat area

only (Ref. 29).
Y+

i, =lm'_.g 2 ¥ D,
in = q,n; <;q.£> Ain (3)
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—--NEGATIVE PRESSURE — POSITIVE PRESSURE

a =1.2197 «,," 2.2331 a'°=0.586l
FIRST RADIAL SECOND RADIAL FIRST TANGENTIAL

Lo~ 1.6926
SECOND TANGENTIAL THIRD TANGENTIAL FOURTH TANGENTIAL

«, =1.6970 €, =2.1346
FIFTH TANGENTIAL  FIRST COMBINED SECOND COMBINED

TRANSVERSE MODES OF PRESSURE OSCILLATION
IN A CYLINDRICAL CHAMBER

FIGURE 35
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The flow rate out of the chamber will be a function of chamber

conditions and outlet throat area.

mouT J <;+' Aout (4)

When considering average conditions, the flow rate into the
chamber and the flow rate out of the chamber must be equal. Since the
chamber cross section is very large compared to inlet area, the
velocity in the chamber is very small and the chamber femperature there-
fore may be assumed equal to the stagnation temperature. Setting

Equations (3) and (4) equal results in the following:

PA, = P A

o "in avg "out ()

In the ébove relationship, Aj,+ must be an average outlet
area. Since the theoretical outlet area varies from zero to maximum
Amax » it will be most convenient fo express this average area in
terms of the maximum area. To find this relationship, it is assumed
that the outlet area varies sinusoidaily.

Average area is defined as follows:

+
Adt
_ Q

A —
avg f+ d+ (6)
(o]

where A is the sinusoidally varying outlet area defined as follows:

A
A = ’;ax (cos wt + 1) (7)

Considering n cycles, where n is any integer, * will

vary from t =0 to t = nzfﬂhv . Average area is then calculated
—l'bLann Amax (cosat + 1)dt
o) 2 - Amax

Aavg ~ N 2 (8)
[ S
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Thus, average outlet area is equal! to one-half the maximum
area, the final ideal relationship between reservoir pressure, inlet
throat area, chamber pressure, and outlet area may be rewritfen as

fol lows:

P A. = P max (9)

b. Peak-to-Peak Pressure Flucturations
To develop the theory of pressure fluctuations in the SPG
the simple SPG model is again used as before but outlet area variation
is now considered.
The chamber pressure may now be considered to have two
components - an average pressure and a dynamic pressure component.
The dynamic component varies about the average as shown below.

den

T —»
Similarly, other intensive properties of the gas in the

chamber may be considered to have an average and a dynamic component.
If it is assumed that perfect gas laws apply, the chamber

pressure may be expressed as follows:
P = G)RT (10)

The density, e , may be expressed as mass in the chamber

€=

where M is the mass in the chamber and v is the chamber volume in

divided by chamber voliume.

<=

crn
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appropriate units. If constant femperature is assumed, the pressure
is found to be directly proportional to the mass of the gas in the

chamber. QCombining Equations (10) and (11):

= . -{ RT -
P = KM; Ky —<:v :lhamber'_ constant (i2)

The mass of gas in the chamber will depend on the mass flux
intfo the chamber and the flux out of the chamber. If time t+ =0 s
defined as that time when the dynamic pressure component is zero, the

mass in the chamber at any time 1 is:

_ t . rt
MT = MO + j; mindf }; moquT (13)

where MO is the mass in the chamber at t+ = 0 . Since the dynamic
préssure component is zero at this time, My is also the average
component of the mass by definition.

It the reservoir conditions are constant, the mass flux into
the chamber mjny , will also be constant since mass flow through a
choked intet is a function of upstream conditions and throat area only.
Therefore, the integral of mass flux infto the chamber in the interval

from t+ =0 to 1 may be integrated directly.

t . .
J/ mipdt = m;,t (14)
o

The mass flux out of the chamber may be written as follows:

ﬁouT = (Q AV)ou'r (1>

This may be expanded further under the assumption made earlier.

mout = [%%\l.agRTZ]ouT Asut (16)
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Since the flow is choked, and is assumed to be isentropic
from the chamber to the outlet throat, the pressure at the outlet may

be expressed in terms of chamber pressure (Ref. 29).

SN

However, since the average pressure is generally of greater
magnitude than the dynamic pressure component, very little error will
be introduced if it is assumed that the outlet pressure is a function
of average pressure rather than chamber pressure which is the sum of
the average and the dynamic components. The mass flux out of the

chamber may now be rewritten.

5
. - 2\ A, =
s @ (Bt he 0

The outlet area, assumed to vary sinusoidally between zero

and A is written as before.
max

AOqu = Aavg(cosod'+ 1) (19)

Equations (I8) and (19) may now be combined.

ﬁouf K2Aavg(cos wt + ) = K3(cosco+ + 1) (20)

This shows that the mass flux out of the chamber follows
outlet area variation. This is the rate at which mass is discharged.
The expression for instantaneous mass at time t may now be written

in integrated form,
K

- ¢ 3
M+ = Mo + (min - K3)T -5 sin st 21)

Note, however, that K3 can be shown fo be the average mass
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flow out of the chamber:

&
g .

K.=A P (2 1Y) = gy (22)
3 avg avg \y+| RT Lu+t avg v

For constant average pressure, the mass flux in and average mass
flux out of the chamber must be equal. Therefore, the quantifty (min - K3)
must equal zero. The instantaneous mass in the chamber at time + may be
written in terms of average mass component and the dynamic mass component.

Kz

5 sin wt (23)

My = Mg

Similarly, the pressure at time T , may be expressed by

combining Equations (12) and (I13).

= - 22 s = 24
P K| bﬁ9 == sin o%ﬁ Pavg+ de (24)

where the dynamic pressure component is clearly:

KiKz .
sin ot (25)

Pay =

The peak-to-peak pressure fluctuation is two times the maximum
magnitude of the dynamic pressure component. This maximum occurs when the
magnitude of sin wt = | . Let the peak-to-peak pressure fluctuation be

designated at P . Then from the above definition

KiKz-
p* = 2 —%32 = constant (26)

Since it is more convenient to express the frequency in cycles per
second, f , rather than radians per second, Equation (26) may be rewritten:
KK
¥ _ "3
pf = = = constant (27)
Thus, a plot of peak-to-peak pressure fluctuations versus
frequency should be in the form of an inverse hyperbola.

The phase relationship of area variation, mass flux out of the chamber,

the mass discharged, mass in the chamber and pressure is shown in Figure 36.
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Amax
AREA Aout = Aavg(coscuf + 1)
0

Mout -T == (hOU+)av9 rhou‘r = Kz(cosewt + 1)

wt
Ks

Mout Mout = z;-sunaJ+ + K3+

Wi
Kz

M-'- M.‘.. = MO -;sinw'f
wt

P Pavg P = KIMT

Phase Relationships

FIGURE 36
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C. Description and Operation of Apparatus

The Princeton Sinusoidal Pressure Generator (SPG) is a gas
flow throttling device. The gas flows through a small nozzle inlet,
0.055 inches in diameter at the throat, into @ small cylindrical chamber
and is discharged through an outlet opposite the infet. The outlet is
a circular port, 0.125 inches in diameter with a beveled entrance and
the chamber is 0.70 inches in diameter and 0.275 inches in fengfh.
Provision is made for a monitor transducer fo be mounted in one end wall
of the chamber and for fhe transducer undergoing evaluation to be mounted
in the other énd wall. The monitor utilized was a quartz piezoelectric
type made by Kistler. The early tests used a Kistler 601 and the later
tests used a Kistler 60lA. This type of transducer is described more
completely later in this section. There is also a fitting provided’
so that a transducer may be mounted on the curved side wall on fop of
the chamber. |

The flow is modulated by a steel wheel with seventy-two
1/8 inch circufar holes near the rim which rotate past the outlet port.
The clearance between the wheel and outlet port is adjustable by means
of a micrometer adjustment.

See Figure 37 for a detailed drawing and Figure 38 for a
photograph of the SPG.

A shunt wound D.C. variable speed motor was used to drive
the wheel through a timing belt and gears. This Typg of drive has
proven more satisfactory than the previously used U.S. Varidfive
(Ref. 4). Two drive ratios were available, l:1 and 6:1, although the
ma jority of the testing was done using the 6:1 ratio. Frequencies

ranging from 100 cps to 18,000 cps are possible using these gear ratios.
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Jojledauss adnssoadd

leprosnuis

FIGURE 238
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Frequency was adjusted by contfrolling the D.C. motor speed.
The frequency was counted by a Hewlett-Packard Etectronic Counter in
combination with a variable reluctance detector. The detector was
mounted on the SPG so as fto sense the passage of each hole in the
wheel as it rotated and the electronic counter was utilized to
"count" the detector output. Thus, the electronic counter was really
a frequency measuring device.

The only gases used in the tests were nitrogen and helium,
The gas supply system in both cases is similar. The gas was stored
in compressed gas bottles. It passed through fwo pressure regulators
which reduced the pressure in steps to the desired supply pressure.
In these tests, supply pressures ranging from 60 fo 490 psia were
used. The actual reservoir pressure of the gas was measured in a large
volume, large cross section settling chamber immediately before the
inlet. This settling chamber was also fitted with a thermocouple
fitting.

The Kistler 601A is a quartz crystal piezoelectric type
pressure transducer. This type of fransducer has a very high natural
frequency and is assumed fo be capable of accurate and precise pressure
measurements at all frequencies below 20,000 cps. The vendor reports
a natural frequency of 140,000 cps and the shock tube tests described
in the previous section also found the natural frequency to be about
140,000 cps. This gives the transducer the capability of faithful
reproduction of waveform, amplitude, and phase for frequencies well

below the natural!l frequency. This type transducer had excellent
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evaluation in the shock tube tests and makes an excellent monitor for
the SPG. |

In practice pressure applied fo the diaphragm is converted to
a force which acts on the transducer cfysTal. This generates an elecfricr
charge which is proportional to the pressure input. The output is
expressed in picocoulombs per psi.

A Kistler electrostatic charge amplifier is used with the
Kistler type transducer in order to convert the high-impedance charge
output of the transducer to a low-impedance voltage. This output can
then be read on an indicating meter, or displayed on an oscilloscope.
This charge amplifier also eliminates the effect of cable capacitance
from the system.

The Dynisco PT-49 AF-IM type transducer has a four arm
bonded strain gage as the pressure sensing element. This type of trans-
ducer requires an external power supply to excitation of the strain
gage. This is usually a ten volt regulated power supply. It is
essential that the voltage be precisely ten volts for accurate pressure
measurement. The Dynisco PT-49 AF-IM is water cooled and has the coolant
flow passage arranged to achieve high coolant velocity and good
distribution, It is necessary to use cooling water any time the device
is used in an elevated or changing temperature environment to prevent
thermal drift.

The diaphragm of the Photocon 755 transducer in conjunction
with an insulated electrode forms an electrical capacitor. The

pressure applied to the diaphragm produces small changes in capaci ty
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proportional to the pressure. This capacity is connected to an inductance
which has been built into the transducer to form a tuned R-F circuift.

This circuit is link-coupled by means of low impedance cable to the
oscillator detector circuit or Dynagage. The Dynagage consists of an

R-F oscillator coupled to a diode detector circuit., Small changes in
capacity in the transducer produce relatively large changes in the diode
detector impedance. The output of the detector is proportional to the
pressure applied to the transducer diaphragm.

‘A Krohn-hite variable band-pass filter was used in the testing
when filtering was required} fhis type filter has adjustable lower and
upper cut-off frequencies which filter from the input frequencies below
and above these limits. The filter characteristics are such that slight
amplification will occur if the input is filtered close to the driving
frequency. However; as the cut-off frequencies are moved closed to the
driving signal, the amplification factor decreases and at very close
settings, the signal will be attenuated.

The amplification factor was determined by using the signal
generator to provide a known input of the desired frequency. This
signal was measured before and éffer filtering. Cut-off frequencies
ot 2/3 and 3/2 of the driving frequency produced an amplification factor
of 1.23 in the frequency range of 1000 cps to 10,000 cps. Cut-off
frequencies of 100 cps and 20,000 cps or 40,000 cps did not amplify
the signal.

Experimentally, it was found that the filter setting of 3/4
the driving frequency for the lower cut-off and 4/3 the fundamental

for the upperAcuf-off gave superior filtering characteristics. The
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amplification factor was on the order of |1.07 rather than .23, It was
also decided to increase the lower cut-off to 200 cps rather than 100 cps
To eliminate line noise at 180 cps from three-phase power.

A two beam Tektronix Type 55| oscilloscope was used To.observe
tThe waveforms of the tfransducer oquuT‘and a Polaroid Hewlett-Packard
Mode!l 196A oscilloscope camera fitted to the oscilloscope was used to
photograph the waveform when desired.

D. Experimental Results |

_Preliminary tests were conducted in order to defermine whether
the inlet and outflet were choked over the full operational range of
interest, which in this case was from | fo 10 kcps. The tests were
conducted in the same manner as Carwile in Reference 6. The supply
pressure of nifrdgen was preset at the desired level by pressure
regulator adjustment and wheel speed adjusted to give the desired
frequency as determined by the electronic counter. All pressures in
these tests were measured with the Kistler 601 monitor. The chamber
pressure fluctuations were determined from the a.c. output of the
monitor which was read on the RMS meter after amplification by the
Kistler charge amplifier and fiitering through a variable band pass
filter, while the average chamber pressure was determined from the d.c.
output which was measured on the oscilloscope after amplification. The
d.c. output tends to drift towards zero, but it is possible to get good
results if reasonable care is exercised. Several different supply

pressures were used in these tests. The results indicated that average
chamber pressure was never low enough to insure positive choking of the

inlet; however, it was high enough to choke the outlet at all times.

The average chamber pressure varied slightly over the range of frequencies
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tested. The reported average value is the average for all frequencies.

Results are listed below in tabular form,

Supply Pressure Average Chamber Pressure
(psia) (psia)
75 55
{29 86
150 98

490 335

It is desirable to have the inlet and outlet choked at all
times since this provides a constant and known mass flow into the
chamber. The constant inlet mass flow also provides the basis for
constant average chamber pressure. It was therefore decided to
install a new inlet of proper size so that both the inlet and outlet
would be choked over the full operational frequency range. The area
of The inlef was calculated from the simplified theoretical model.
When calculating the inlet area, allowance was made for expected
pressure fluctuations above and below desired average chamber pressure
so that the intet would be choked at maximum chamber pressure and
the outlet would remain choked at minimum éhamber pressure. Calculations
indicated Théf an inlet diamefér of 0.055 inches would meet these
requirements.

To evaluate the new inlet, tests were conducted as before
except that average chamber pressure was now measured with a Dynisco
PT-49 AF-IM flush mounted transducer. Again, tests were conducted at
more than one supply pressure. As in the case of the larger inleft,
average chamber pressure varied slightly over the full range of

frequencies and pressures. The results are listed in the table below.
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Supply Pressure Average Chamber Pressure
(psia) (psia)
129 40
255 87

I+ was noted that these pressures are lower than the theore-
tical pressures.

The response to frequency of the SPG chamber with the new
inlet was also checked. Nitrogen was used for these tests Since it
was necessary to have some of the theoretical chamber resonant
frequencies within, or close to, the frequency range of interest. As
the frequencies are directly proportional to the speed of wave
propagation, they are relatively low in nifrogen which has a wave
propagation on the order of 1100 feet per second at room temperature.
Since tangential modes are the first to appear in cylinders with a
length-to-diameter ratio of less than 1.71 and these tangential modes
will not affect an end mounted transducer in the chamber (Ref. 6), an
additional transducer was mounted on the curved side wall on top of the
chamber (See Figure 38). This transducer, which was also a Kistler 60I,
made it possible to detect tangential modes since a transducer mounted
on the curved side wall will respond fo these modes. The output from
the monitor and from the side wall mounted transducer was amplified by
a Kistler charge amplifier and then filtered by a variable band pass filter
The filtered output was then measured on an RMS AC voltmeter and also
fed into the oscilloscope so that waveform could be observed and pictures
taken with the Polaroid camera if desired. The average chamber pressure
was measured with a Photocon 745. The Photocon output was fed through

the Dynagage and was measured with a Simpson 269 Ultra-high Sensitivity
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Voltmeter. A schematic of the instrumentation appears as Figure 39.

The output of the three transducers were recorded at various
frequencies and filter settings fhroughout the range of interest. Results
are plotted in Figures 40 and 41 for the test with a supply pressure of
131 psia.

The chamber response was also checked with helium. The tests
were conducted in the same manner as with nitrogen, except that supply
pressure was |21 psia. Results are plotted in Figure 42. Photographs
of the monitor and top mounted transducer outputs when using helium in
the SPG were taken at various pressures and filter settings. These are
included as Figure 43.

In all tests using the new inlet, which was a straight orifice
with an 0.055 inch diameter, resulting chamber pressures were found to
be lower than theoaretical values as predicted by the simplified theore-
tical model. This indicated that the effective inlet area was less than
the actual inlet area. This condition was caused by the formation of an
aerodynamic throat in the inlet. In order to eliminate this condition,
the inlet was modified from a stright orifice to a nozzle with the throat
diameter equal to the diameter of the straight orifice.

The chamber was rechecked with helium using the new nozzle
inlet. The instrumentation was the same as previously used except that
a Dynisco PT-76 flush mounted transducer was used fo measure average
pressure in place of the Photocon system. The tests were run at
supply pressures of 120, 240 and 360 psia. Results are plotted on
Figures 44, 45 and 46, respectively.

A settling chamber with large cross section and large volume

was installed immediately before the inlet on the SPG so that accurate
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FIGURE 39
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SPG CHAMBER RESPONSE WITH HELIUM AT 120 PSIA SUPPLY PRESSURE
UPPER BEAM MONITOR LOWER BEAM TOP MOUNTED TRANSDUCER

(a) (b) 1000 cps (c)

(a) (b) 7000 cps (c)

(b) 10,000 cps (c)

(a) Lower filter cut-off 3/4 driving frequency, upper filfer cut-off 4/3 driving frequency
(b) Lower filter cut-off 200 cps, upper filter cut-off 20,000 cps
(c) Lower filter cut-off 200 cps, upper filfer cut-off 40,000 cps

FIGURE 43a
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SPG CHAMBER RESPONSE WITH HELIUM AT 360 PSIA SUPPLY PRESSURE
UPPER BEAM MONITOR LOWER BEAM TOP MOUNTED TRANSDUCER

(a) (b) 1000 cps (c)

| (a) (b)y 4000 cps )

(a) (b) 10,000 cps (c)

~ (a) Lower filter cut-off 3/4 driving frequency, upper filfer cut-off 4/3 driving frequency
| (b) Lower filter cut-off 200 cps, upper filter cuT—off 20,000 cps
(c) Lower filter cut-off 200 cps, upper filter cut-otif 40,000 cps

FIGURE 43b
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measurement could be made of the actual. reservoir pressure and temperature
of the gas. The tests were run at various supply pressures as indicated
at the pressure regulator and at various frequencies. The pressure at
the reservoir was measured with an accurate test gauge and recorded.
This data was used to correlate supply pressure and reservoir pressure.

Comparisan of the SPG output and a generated sine wave was
made by utilizing the oscilloscope. A signal generator was used to
geﬁerafa a sine wave whiéh was fed into the lower beam of the oscillo-
scope. The output of the SPG monitor filtered at 3/4 and 4/3 of the
driving frequency was fed into the upper beam, and a photograph was
made of the two simulfaneously. These photographs are included as
Figure 47. Phase angle has no significance in these picfures.

when conducting an evaluation of a transient pressure measuring
system with the SPG, the following procedure was used. The transducer
was placed in the test transducer position so as to form one end wall of
the SPG chamber. The monitor was méunfed directly across the chamber
in the chamber end wall. Mounting the test transducer usually involved
special fittings individually made for each type of transducer, since the
SPG was originally designed for the Dynisco PT-49 type of transducer.
Necessary instrumentation was then connected so that the output of both
monitor and test transducers could be easily read. Again this varied
with each type of transducer. The operéfion of individual pieces of
equipment is described in SectionN-C. The complete system was then
checked for unusually high noise levels from line sources, grouﬁd loops,
or any other source.

As before, wheel speed was adjusted prior to flowing the gas.

This is the most satisfactory procedure from an economical point of

)
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1000 cps

7000 cps

0000 cps

Comparison of SPG Monitor Output (Upper Beam)
With Generated Sine Wave (Lower Beam) at Same Frequency

NOTE: Test gas was helium at 360 psia supply pressure,
Lower filter cut-off frequency was 3/4 driving frequency, FIGURE 47
upper cut-off frequency was 4/3 driving frequency.
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view. The outputs of the monitor and the fest transducer were recorded
as close to simulTaneously as possible at 1000 cps, 1500 cps, 2000 cps,
and every 1000 c#s thereafter up to the desired upper limit. Usually,
the readings Qére continued to 18 kcps, although the primary range of
interest is only up to 10 kcps.

At each freqUency, a ratio of the test Transducefvoufpuf o
the monffor output was calculated. The ratio at 2000 cps was arbitrarily
made unffy, and all other ratios adjusted accordingly. This gives a
response ratio of the fest fransducer, since it is assumed that the

monitor output is a faithful reproduction of the actual chamber

conditions. Results of this type of evaluation for typical fransducer

types are shown as Figures 48 through 5i.
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SINUSOIDAL PRESSURE GENERATOR

Response Ratio vs Frequency
for
Kistler 603, #3484
Monitor Kistler 601A

—o===—6——e—-o——e-—ocﬁ§§f;c

| I N N I

Ik 2k 3k 4k 5k 6k 7k 8k 9k 10k

Frequency - cps

SINUSOIDAL PRESSURE GENERATOR
=l ——————— A

F—- Response Ratio vs Frequency

for
- Kistler 60IA, #3037
Monitor-Kistler 60!, #1980

20k

FIGURE 48
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FIGURE 49
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4,00 ¢ SINUSOIDAL PRESSURE GENERATOR
Response Ratio vs Frequency ﬁ>
for
Dynisco PT-49 AF-IM
Monitor Kistler 60l
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FIGURE 50
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"Photocon Model 755
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V. ROCKET COMBUSTION CHAMBER TESTS

An investigation was conducted in order to confirm that the
various transducer characteristics as determined in the laboratory testing

would predict actual performance in a liquid propellant rocket engine.

Two experimental liquid propellant rocket motors, the
principal one consisting of a 4-fnch cylindrical length and 9-inch
inner diameter, the other a 2 11/16 inch square chamber of variable
length were utilized in the investigation. A pressure pulsing mechanism
was incorporated into the side of the combustion chamber to induce
various modes of oscillation in the motor. A Mauser action was used
to fire a 404 caliber cartridge inside the pulsing mechanism. When
the pressure builf up to a preselected value, a disc separating the
gunpowder charge from the chamber ruptured permitting a high pressure
wave to pulse the chamber.

Transient pressure fransducers were mounted in the side wall
opposite the pressure pulsing mechanism so that the wave induced by
the pulse impacted directly on the transducer diaphragm. The pulse
mechanism could be used with either a cold rocket run, with the exit
nozzle closed off or with the rocket motor in stable operation.
Operating conditions could also be adjusted to induce the combustion
chamber to become unstablie as it Qas pulsed. |

Photographs of oscilloscope records of several different test
runs using Dynisco PT-49 and Kistler 60lA transducers are shown in

Figures 61, 62 and 63.
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CYLINDRICAL ROCKET CHAMBER COLD RUNS

The first tangential frequency of 1200 cps is The predominant
frequency. Superimposed on the frace is the natural frequency
of the Dynisco PT 49. Sweep | msec/cm. Run XA-I5.

FIGURE 6la

,! k % % h é { 5 ;
— AVAAASNAMAA A

Dynisco PT 49 compared with Kistler 60IA transducer, both show fhe

predominant frequency of about 1200 cps. The natural frequency of

the transducer plus harmonic frequencies of the chamber are super-

imposed on each trace. Shows a need fo filfer out the natural fre-
quency of the fransducers. Sweep 2 msec/cm. Run XA-18.

FIGURE 61b
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HOT RUNS OF ROCKET COMBUSTION CHAMBERS

Cylindrical motor hot run shows predominant freq. == 3000 cps.
Dynisco PT 49 (top) compared with Kistler 60lA. Run X-952.

FIGURE 62a

Square motor hot run Dynisco PT 49 predominant freq == 500 cps
which is the longitudinal mode of oscillation. The natural
frequency of the Dynisco ==22,000 cps is superimposed on the
waveform. Run B-3123,

FIGURE 62b
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SQUARE MOTOR TEST_RUNS

Dynisco PT 49 transducer shows initial steady operation of

square motor then pulsed by gunpowder charge. Slow response

to pulse shows that shock wave does not form. Sweep 500 4 sec/cm.
Run B-3119.

FIGURE 63a

Dynisco PT 49 fransducer showing waveform .5 milliseconds after
initiation of gunpowder charge fo pulse fthe combustion chamber.
Sweep 200 «4sec/cm. Run B-3122.

FIGURE 63b
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VI. DISCUSSION OF RESULTS
A. Shock Tube

From the investigation to determine the merits of the helium-
to-air shock fTube as an appropriate facility for testing transient
pressure measuring systems the following items are significant.

From the experimental data and theoretical analysis by
others, it has been seen that the shock tube produces a pressure level
increase which closely approximates a step function and has a rise time
of about 10_9 seconds. Such a reproducible input is more than sufficient
to shock-excite any transient pressure measuring device suitable for use
in rocket motor applications.

Operating the shock tube at the tailored interface condition
gives the sharpest step with the least distortion, and most important,
it provides a constant pressure level following the passage of the
shock wave. This enables a precise high pressure dynamic evaluation
of a transducer even though it may be poorly damped and have a low

natural frequency. Prior to utilization of the tailored interface
condition, only the transducers with high ﬁafural frequency that were
wel | damped could be evaluated accurately.

The use of springs to suspend the shock tube in the axial
‘plane considerably reduces the ground shock effect. Using rubber and
plastic "O" ring seals in adaptors and transducer mounts whenever
possible serves to further isolate the system under test from the
unwanted interference from ground shock.

An interesting fact noted during evaluation of a Kistler 60IA
was the lack of any noticeable noise or interference on the trace of the

transducer side mounted and tested while extending 1/16" into the tube,
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flush with the tube, and recessed 1/16". All of the traces appeared fo
be identical except for a small variation in amplitude. This indicated
the transducer was not responsive to sidewise acceleration or vibration
effects.

The photograph of the oscilloscope trace provides directly
the rise time, natural frequency, and damping for the fransducer being
tested. Unfortunately, the analysis of the waveform of the frace to
obtain the frequency response is most complicated and requires either
tedious and time-consuming methods or expensive and sophisticated
methods such as the Flying Sbof Scanner or 6pfica| scanner and IBM 7090
computer program. In this réSpecT the sinusoidal pressure generator
is extremely useful. The SPG is simple to operate, much cheaper and
faster than the complicated shock tube method of obtaining frequency
response. -Unfortunately, the SPG is limited to frequencies less than
20,000 cps.

The ground shock tests conducted on the Kistler 60IA and 603A
mounted behind a one-quarter inch steel plate showed that the ground
shock is a very small infefference factor. The plate prevented the
shock wave frém impinging directly onto the transducer diaphragm. The
transducer therefore was subjected only to the ground shock which is
transmitted through the metal of the tube. The limits of the precision
with which the photographs of the oscilloscope trace are taken prevents
determination of the ground shock effect on any conventionally shock
tube tested transducer. The fact that the amplitude of the ground
shock is.one-fortieth as strong as the amplitude felt when the nofmal
shock wave impinges on the diaphragm of an end mounted transducer

permits disregarding the ground shock effect.
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Ground shock is particularly more important and becomes a
significant factor when conducting side-mounted tests, since then the
amplitude differsby a factor of ten.

The ground shock effect in the side is more obvious because
only the incident shock is felt by the transducer. This pressure step
is only about 80 psi, whereas the pressure step at the end mount at
the tailored interface is about 400 psi.

The ball drop ftesting of transducers appears to provide
almost the same photographic results as the shock tube. Natural
frequency, damping, and frequency reSponse‘which are determined show
a remarkable similarity to that of shock tube evaluations. Rise
time was not obtained. However, through the use of a photocel |
or triggering aevice to sense the arrival of the ball just prior
to impact on the transducer diaphragm, the.rise time could be
obtained. The ball drop method is.restricted to transducers having
a flat, flush-type diaphragm. It is not possible to use the ball
drop on a transducer with a catenary type diaphragm or one with
spiral cooling passages. The ball drop evaluation of transducers
proves to be simple and inexpensive compared to the shock tube
method of determining dynamic response. This method can be
recommended to users of flat diaphragm transducers who do not
have shock tube facilities available for testing.

The sinusoidal pressure generator, since it is a gas flow
throttling device, requires a transient pressure measuring transducer
for use as a standard fo give the true conditions in the chamber.
This monitor transducer must be capable of high frequency response and

should be linear over the 20,000 cps frequency range of the SPG. The
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Kistler series 60!, 601A and 603A were investigated for monitor use
because of their natural frequency around 150,000 cps, high linearity,
and repeatability. The Kistler one-quarter inch diameter diaphragm
was also most desirable. From an analysis of the resultant shock tube
frequency response curves obtained by end mount, side mount, and ball
drop the transducer showing the best linearity to more than 20,000 cps
was the Kistler 601A. This transducer was selected for use as moni tor
in all SPG work.

The Benson-Lehner Optical Scanner and IBM 7090 computer method
of analysis of the frequency response of a transient pressure measuring
system appears to be quite good. The results of this program were
verified by the magnetic drum wave analysis of a Kistler 601 at the
National Bureau of Standards. Several comparisons with frequency
response curves obtained by the Flying Spot Scanner were also made
and found to be quite comparable for a given transducer type. The
disadvantage of the method,is, of course, ifs inherent expense and
complicated method of data reduction. Once the computer program is
established it becomes a simple procedure to read and punch The
coordinates of the waveform, but several errors appear in the feading
of the waveform. The least of these is the human error in mispositioning
the crosshairs of the optical scanner over the waveform. "The biggest
error comes from the Polaroid photograph of the oscilloscope trace.

It is not possible to avoid an error.in the data reduction due to
distortion by magnification of the photograph expanded trace width,
and the inherent 2-3% error in the optical scanner's print out of the
coordinates from the magnified phofograpﬁ.

Other possible errors arise from the fact that the computer
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program presupposes a perfect step function input by fhe shock tube.
This error is deemed insignificant in comparison fo the error involved
in reducing the data from the photograph. All of these errors of course
are compounded and appear as sharp oscillations in the frequency response
curves especially at the higher frequencies or those approaching the
natural frequency of the transducer. |

By using a fast film strip camera to photograph the oscillo-
scope trace and doing a detailed graphical analysis of the waveform to
obtain Thé coordinates one could obtain better accuracy for the
frequency response. This is, however, an éxpensive and time-consuming
process and is not deemed advisable. The magnetic wave drum analyzer
and Flying Spot Scanner could also be recommended, however, it is felt
that the most economical, convenient and fastest frequency response can
be obtained directly from the Princeton Sinusoidal Pressure Generator
over -the range 200 to 10,000 cps.

Side mount testing in order fo more closely approach the
conditions occurring in rocket motor research and fo investigate
the propagation of disTurbances.anng the diaphragm of the tfrans-
ducer is subject to a smaller pressure step than is the end mount
testing. Since a transducer cannot be mounted in the side exactly
at the end of the shock tube so that the reflected wave and incident
wave hit at the same time, the tailored interface condition cannot
be used. Only a transducer with an extremely small diaphragm could
take optimum advantage of this effect in a side hounT.

The side mount therefore has a longer rise time than the
end mount, because of the time required for the shock wave to pass

along the face of the diaphragm. The problem is further complicated
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because the pressure step is not as well-defined a sfep function as is
the end mount. The computer program evaluation of frequency résponse
is therefore less accurate unless a ramp function input is used instead
of a step function.

The natural frequency may be accurately ascertained from the
side mount, but the rise time and the damping differ considerably from
the end mount evaluation.

Of interest is the fact that the rise time was about 50%
higher for the side mounted transducers regardless of the diaphragm
diameter when tested at Mg = 3.6. A kistler average rise time was
found to be 2/7_ sec for end mount versus 37'¢sec for side mount. A
Dynisco PT-49 average rise time was found to be IO/; sec for end mount
versus I5_A sec for side mount,

"It has been noticed that a wide diaphragm transducer such
as the Dynisco PT-49 is subjected to varying pressures as a .disturbance
or shock wave passes along its diaphragm. In order to better analyze
the mechanism of this variation further shock fube testing coupled

with a more comprehensive computer analysis should be made.

The miniaturized thin film gauges used to obtain
temperature profile in the shock tube and to trigger the oscilloscope
sweep were exfremely useful in the shock tube work. The gauges as
described in Appendix B are easy to manufacture, have an extremely
fast response, and are very convenient to use. Thg miniaturized
version has a small profile, can be contoured fo fit the curve of
the tube wall, and will fit ?n any stafdard Kistler 60lA installation
or adaptor.

Dua!l end and dual side mount operations were useful in
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providing a monitfor transducer frace on each photograph of a shock tube
test run. This proved advantageous in checking the operation of peri-
pheral equipment such as charge amplifiers and cables. The dual mount
served as a basis for comparing previous test runs for shock strength
and velocity and for verifying the consistency of shock tube procedure
and operation.
B. Princefon Sinuscidal Pressure Generator
I . Chamber Response

Chamber response of the SPG with nitrogen gas can be seen
from Figures 40 and 41. Nitrogen was used és the gas for this test in
order to bring some of the chamber resonant frequencies within the
range of interest. The resonant frequency of.a given mode varies
directly as the speed of wave propagation in the flbw medium. Since
the speed of wave propagation in nitrogen at room temperature is
relatively low, the resonant modes are also relatively low. Chamber
response can be determined from the pressure fluctuation amplitude in
the chamber. Theoretically, the pressure flucfuafions will decrease
with frequency and when plotted versus frequency, the curve will have
the form of an inverse hyperbola. At resonant frequencies, the
amp | itude of the pressﬁre fluctuations will increase. Figure 40 shows
the peak-fo-peak pressure fluctuations measured on a transducer mounted
along the curved side wall of the chamber. Since in theory as develioped
by Carwile in Reference 6, an end mounted transducer in the SPG will
not respond to tangential modes, but a side mounted transducer will,
this transducer should indicate the tangential modes. It can be shown
that two distinct peaks at the high frequency end of the plot are caused

by fangential modes.
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The first peak occufred at 9580 cps. The curve representing
the output with the filter set wide, that is, to filter below 100 cps
to eliminate 60 cycle noise, and to filter above 40,000 cps to eliminate
high frequency noise and the transducer natural frequency, shows The
greatest increase in amplitude. The filtered curve representing output
of the transducer with the filter cut-off frequencies set at 2/3 and
3/2 of the fundamental or driving frequency to eliminate harmonics
shows very little increase in amplitude in this region. This indfcafes
that the beak is caused by harmonics. ~ Calculations show that for a gas
temperature of 62°F, which represents a Typical measured chamber gas
temperature, the theoretical second tangential mode frequency is
i8,800 cps. This peak, which appears at 9580 cps, is actually due
+o the second harmonic of the driving frequency which is 19,160 cps.
Reasons for the discrepancy in frequency will be discussed in a later
section. Tnés phenomenon occurs in, linear systems (39). Further
evidence that this peak is due to the second tangential mode is found
in the fact tnat there is no disturbance af this frequency in the
monitor output since the monitor is end mounted. See Figure 4l. A
picture of the waveform at this frequency also points out that the
peak is due to the second harmonic of the driving fragusncy. This
picture is found as Figure 54a. Note that the waveformn shows evidence
of large harmonic content, as it is non-sinusoidal, and that the
frequency is 19,100 cps, which is the second harmonic of the driving
frequency.

The sacond paak of tha outpuf occurs with ths filter set
wide at the fraquancy of 11,320 sps. This p3ak is due to the second

harmonic of tha driving fraquency. Tne theoretical first radial mode
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CHAMBER RESPONSE WITH NITROGEN

Top mounted Kistler 601
9580 cps
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Monitor Kistler 601
11700 cps
Sweep - 504 sec/cm

FIGURE 54
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is approximately two times this frequency at a frequency of 23,60C cps.
Again evidence.fhaf this peak is due to harmonics is shown from the out-
puts which are more closely filtered and have very little if any increase
in amplitude at this frequency. The waveform picture, Figure 54b shows
high harmonic content and a frequency of approximately 23,550 cps. 1In
this case the monitor shows an increase in amplitude in this region.
This would be correct for a radial mode which will affect an end mounted
transducer if the transducer radius is less Than the chamber radius.

The peak in output with filter set to pass the fundamental
and to filter harmonics shows an increase at 11,050 cps. This is
evidently from the first tangential mode which has a theoretical frequency
of 11,310 cps.

The monitor output as shown on Figure 4| shows one relatively
large region of greatly increased amplitude. Since there are no
resonant ffequencies in this region that will cause an end mounted
transducer to respond, this must afso be from a harmonic. As pointed
out previously, the first radial mode has a theoretical frequency of
23,600 cps. The center of the peak occurs at a frequency of I1,700 cps
and the second harmonic of this frequency evidently excites the first
radial mode. The waveform picture as shown in Figure 54c verifies the
fact that the second harmonic is the dominant frequency. The frequency
indicated by the picture is approximately 24,000 cps.

It is of interest at this time to compare the experimental

and theoretical values.

Theoretical Experimental (from Experimental (from
Mode Frequency top mounted transducer) mon i tor)
Ist Tangential 11,310 1,050 N.A.
2nd Tangential 18,800 19, 160 N.A.

st Radial 23,600 22,600 23,400
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In general, the experimental values are lower than the theore-
tical values. The only direct comparison is found in the case of the
first tangential mode. All others were found from harmonics of the
driving frequency. Any error made in measuring the driving frequency
would then be carried through and multiplied by a factor of two or
three depending on which harmonic excited the resonant mode. There
are several possible reasons fof the difference between the theoretical
and the experimental values.

The first possible reason is a direcf error in frequency
measurement. The frequency is measured by an electronic counter which
counts cycles for a set period of time and then displays this number.
if the short time interval is used, which is 0.1 second, the frequency
displayed is only accurate to 10 cycles per second. If a longer tfime
interval is used, |.0 second, the freqdency displayed is only an
average value for the 1.0 second interval. These errors are normally
not very large.

Another problem arises because of changing frequency. Because
of economical reasons, it is desirable to keep gas flow time to a
minimum. The usual method of obtaining data is to adjust frequency
without flowing gas. When the frequency has stablized to the desired
value, the gas is allowed to flow and the instruments are read. The
difficulty is that the frequency will decrease when the gas is allowed
to flow because the gas causes the wheel to slow down a slight amount.
The technique employed is to adjust the frequency initially to a level
slightly higher than desired. This allows for the decrease which occurs
when the gas is turned on. Since it is impractical to allow the

frequency to completely stablize before taking the readings, the frequency
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must be read while it is changing, although this rate of change may be
rather low. Since the electronic counter gives an average value,
another small error may be introduced, although the effect of this smalil
error may be large at low frequencies.

When searching for the frequency at which a maximum amplitude
occurs, another technique must be used. In this case, the gas must be
turned on and. the frequency changed while observing the output of the
transducer. When the maximum occurs, the frequency and the output must
be recorded. Since this method requires that the frequency be changed
to search for the point of maximum ampliTudé, it will most likely be
changing as. it is recorded. Again, a small error may be introduced.

Another possible source of error is in the theoretical speed
of sound. As the theoretical resonant frequency is directly proportional
to the speed of sound, any error here would cause a corresponding error
in the theoretical frequency. Experimental values from the National
Bureau of Standards were used when available.

An error in temperature could also cause an error in the
speed of sound. It was found experimentally that the gas temperature
decreases as the gas flows. This is due to the fact that the gas
expands from a high pressure source to a relatively low pressure and
ig cool from the expansioh process, Initially, the tubing through
which the gas flows will tend to warm the flow to room temperature,
but as the flow continues, the gas and tubing tend to reach an equi-
librium temperature. Therefore, the temperature, speed of sound, and
resonant frequencies are all decreasing as the gas flows. This effect
tends to make the actual resonant frequency different from the theore-

tical. However, it takes a large error in temperature to make a
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significant difference in frequency since the frequency is proportional
to the square root of absolute temperature.

In Maslin and Moore it is shown that a strong transverse wave
has a lower frequency than the corresponding acoustic frequency (40).
Calculations to the first order were made for the case of the first
Tanéenfial mode and a difference of only 14 cps was found. AT very
large amplitudes of pressure fldcfuafions, this difference may become
more significant. |

The chamber response to frequency was also checked using
helium as the gas. The results of this Tes+ are included as Figure 42.
When using helium, the lowest resonant mode is about 33,000 cps for
room temperature (6). It would be expected that there would be no
ma jor amplitude increases from resonant frequencies or from harmonic
effects in the frequency range at 1000 to 10,000 cps since the harmonics
greater than the third are very weak. The experimental data verified
this conclusion. The plot of peak-to-peak pressure fluctuations versus
frequency is smooth throughout this range. It can ‘be seen that the
monitor and the side mounted transducer were at the same pressure
throughout this range which demonstrates fthat the chamber is at uniform
pressure throughout this range when using helium.

Figure 43 shows a series of waveform pictures taken at various
frequencies with helium in the chamber. The pictures were taken at
supply pressures of 120 psia and 360 psia. The upper trace is the
monitor output and the lower trace is the output from the side mounted
transducer. Comparison of the two traces indicates that there are no
resonant modes due to driving frequency or harmonics of the driving

frequency in this frequency range. Since the lowest mode is the first



114~

tangential mode, it would appear as a ma jor amplitude difference between
the monitor and.the side mounted Transdﬁcer. The two outputs are in the
same proportion throughout. This also indicates that the chamber is at
uﬁiform pressure throughout this frequency range.

The pictures also demonsfrafe that the ratio of noise fo
signal increases with frequency. However, most of this noise can be
bfiITered ouT_when the upper cut-off frequency of the variable band pass
filter is set at 20,000 cps. The oufpgf wheﬁ filtered to pass only the
driving frequency is very close to sinusoidal form.

In order fo compare the waveform of the SPG output to a sinu-
soidal waveform, a picture of the output when filtered to pass the
driving frequency only and a generated sinusoidal waveform from a
signal generator Was taken simultaneously on the oscilloscope. These
pictures are shown as Figure 47. IT caa be seen that the filtered out-
pu+ may be considered to be sinusoidal for all practical purposes.

The phase relationship of the two waveforms has no significance.
2. Chamber Pressure

The original inlet installed on the SPG was 0.083 inches in
diameter. It was found that this inlet was too large to choke in
combination with the fixed outlet geometry. 1In the theoretical model of
the SPG, the inlet and outlet areas are related to reservoir pressure
and average chamber pressure. In order to have positive choking of the
inlet and outlet the ma;imum chamber pressure must have the following
relationship fo the supply pressure which is assumed equal to the

reservoir pressure (29):

. X
(Pchamber)max = PO(ZTTZI) ¥-1
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A sfmilar relafioﬁship between the minimum chamber pressure

and atmospheric pressure must hold if the outlet is to be choked:
Patm = “%hambeﬂmin(&%‘l‘)ﬁ

The average chamber pressure mus+ therefore |ie some where
between these two extremes since the chamber pressure will fluctuate
above and below the average value. Maximum chamber pressure variation
based on previous data and the theoretical model was used as a guide to
determine the design chamber pressure for a given supply pressure. This
pressure was then used to calculate the required inlet area. The
calculated area represents aisafisfacfory figure for any anticipated
supply pressure. . The area calculated was equal fo a circular area with
a diameter of 0.055 inches.

When testing the new inlet, it was found that the pressures
in the chamber were less than the theoretical. As the simplified model
assumed isentropic flow in part, it would be expected that the actual |
pressure would be somewhat less than theoretical, but these pressures
seemed excessively low. In the case of the fest at 129 psia supply
pressure, the measured average chamber pressure was 40 psia, and for a
supply pressure of 255 psia, it was measured at 87 psia. The theore-
tical values for these two cases are 50.5 psia and 99.5 psia, respectively.

When a straight edged orifice is choked, an aerodynamic throat
will be formed (41). This throat wiil be smaller in aréa than the actual
cross-sectional area of the orifice, and in the case of the SPG, this
reduction of inlet area would serve to reduce the average chamber pressure

as can be seen from the theoretical relationship:
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According to the work of Weir, York, and Morrison in Reference 41,
the ratio of effective area fo actual area for a sonic orifice can be

calculated from the following empirical relationship:

Aeff

Aact

= | - 0,656 (D)

For this orifice, the ratio was calculated to be 0.963. Experi-
mentally, fhé ratio was found to be 0.875. Some of the possible reasons
for this discrepancy are: (a) The geometry of the inlet actually lies
between that of an orifice and throatof a duct, and (b) the edge of Thé
inlet was not a true square edge. However, the theory of the aero-
dynamic throat was proveano be at least qualitatively true, and approxi-
mately quantitatively true.

In order to eliminate fhis aerodynamic throat, the inlet was
modified fo a nozzie shape with a throat area equal to the previously
calculated area corresponding fo a aiamefer of 0.055 inches. The
nozzle also has the additional advantage of being able to keep any
shock structure in the divergent portion and out of the chamber where
it might add to the noise level of the chamber. This can be done, at
least in theory, by forcing the flow to shock well within the divergent
section by proper selection of nozzle geometry.

The design of the in[ef nozzle, which was to reptace tha
constant area inlet duct, was governed by the following factors:

I. The throat area was given. ;f was to be the same area
as the constant area duct inlet.

2. The total length was dictated by the length of the inlet

plug.
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3. The exit area of the nozzle was limited by the diameter of
the inlet plug.

With these limitations in mind, the nozzle was designed to
have a divergent section half angle of || degrees. This made the
divergent section fairly long, about seventy five per cent of the
nozzle length, which kept the theoretical shock well within the nozzie
and well clear of the chamber. A convergent section half angle of
30 degrees was selected arbifrarily.

| The design was checked to see if it would work properly
under the expected chamber conditions. The criterion was theoretical
shock position for expected éhamber pressures. The maximum pressure
would be average pressure plus one-half maximum peak-to-peak pressure
fluctuation which occurs at the lowest frequency in the range of
interest.

The theoretical check was)performed by arbitrarily selecting
an area ratio in the divergent section and assuming a shock at this
station. Tables of compressible flow functions calculated for
8‘= | .667 were used to calculate the conditions at the shock and the
resulting conditions at the exif plane of the nozzle. The calculated
conditions at the exit plane were assumed equal to the necessary chamber
conditions required to cause the flow to shock at the selected area
ratio and station. The results indicated that the theoretical shock
structure would be well back in the divergent section of the nozzle.

The nozzle was rechecked in the same manner for flow with
nitrogen by using tables for ar = .40, It was found to be satisfactory
for nitrogen as well as helium. Other pressures were also considered

and the nozzle was found to have essentially the same shock position
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for the extreme chamber pressures.

Tests conducted with the nozzle inlet showed closer agree-
ment to the theoretical values. Typical experimental values of average
chamber pressure are as follows: for a supply pressure of 120 psia,

47 psia; for supply pressure of 240 psia, 84 psia; and for a supply
pressure of 360 psia, 122 psia. Theoretical values calculated under
the assumption that supply pressﬁre is equal to reservoir pressure are
47 psia, 93 psia, and 140 psia, respectively.

One reason for this difference lies in the calculation of
average outlet area. It was assumed that THe outlet area varied
sinusoidally which is not actually so. The actual variation approaches
a sinusoidal variation but deviates from this in part of the cycle.
The true variation has been calculated and can be found in Appendix D.
Another factor complicating the outlet area variation is that the
clearance between the body block and the rotating wheel was neglected
in the calculations. This clearance can be measured when the wheel is
not rotating, but cannot be accurately measured when the wheel is in
motion. The clearance may vary with chamber pressure as the gas
pressure on the wheel from the discharging gases increases with
increasing_chamber pressure. This pressure tends to force the wheel
away from the body block increasing the clearance.. Any increase in
average outlet area will decrease the average chamber pressure. This

can be seen from the theoretical relationship:

A

- in
Pavg Po Aavg

Another reason for the difference between the theoretical and
the experimental is that the supply pressure is not actually equal to

the reservoir pressure of the gas. The supply pressure is adjusted
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by a pressure regulator from which the gas flows through a fairly long
length of tubing before reaching the SPG inlet. Pressure regulator
error, pressure regulator gauge error, and losses in the tubing between
fhe’regulafor and the SPG inlet could cause the ctual reservoir preséure
to be lower than indicated supply pressure. This would cause the average
chamber pressure fo be less Tﬁan the calculated value using supply
pfessure for reservoir pressure.

In order to determine the reIaTioﬁship between pressure
regulator supply pressure and actual reservoir pressure, a large cross
section, large volume settling chamber was installed on the SPG
immediately before the inlet. The cross section and volume of this
settling chamber are very large compared fo inlet throat area so that
conditions in the chamber are in effect equal to the reservoir condition
of the gas. The calculated Mach number in the reservoir was less fhan
0.01. The difference between indicated supply pressure and measured
reservoir pressure would be a combination of regulator and regulator
gauge error, and losses in the lines. Tests were run at several
pressures and frequencies. Frequency had no effect as would be expected
since the inlet was choked and the reservoir could not be influenced

by downstream conditions. Pressure results are listed below.

Indicated Supply Pressure Measured Reservoir Pressure
(psig) (psig)
350 318
230 206
105 100

Using this data to recalculate the theoretical average chamber
pressures resulted in much closer agreement between theoretical and

experimental. Calculated theoretical values are now as follows: For
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a supply pressure of 120 psia, 46 psia; for a supply pressure of

240 psia, 86 psia; and for a supply pressure of 360 psia, 129 psia.
Theoretically, the magnitude of peak-to-peak pressure

fluctuation will decrease with pressure at such a rate that the plot

of the magnitude versus frequency will be in the form of an inverse

hypefbola. This can be seen from the theoretical equation developed

previously.

KK

¥* 1N2
f = —=

P e

With the constants expanded fully, the expression is useful
to determine the effects of changes of SPG characteristics, and tfo
calculate the theoretical magnitude of peak-to-peak pressure

fluctuations for a given set of operating conditions.

- AL | L (2 (e \
T V /chamber avg \ ¥+I RT Joutlet avg

The constant was evaluated for three experimental tests and
the theoretical curve as determined by this constant, and the experi-
mental curve plotted fogether. Figures 44, 45, and 46 show the
comparisons for supply pressure of 120, 240 and 360,psia, respectively.

Chamber volume can have an .important effect on the magnitude
of the preésure variation. An increase in chamber volume will cause a
corresponding decrease in the magnitude of pressure variation. It is
therefore very important to keep the chamber volume constant for all
tests where the magnitude of the peak-to-peak pressure fluctuations
must be accurately known. Chamber volume is determined from chamber
length, which fs fixed by the depth to which the test fransducer is

inserted in the SPG body block. This depth may vary from one test
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to another unless carefully controlled. The reason that the depth can
vary is that rubber O-ring seals or copper spark plug tfype washers

are used between the test transducer and the SPG body block to seal
the chamber. Thus the depth is determined in part by the compression
of the seal. As the designed chamber length is small, 0.275 inches,

a change of only 1/32 of an inch would cause over |0% change in volume
and a similar. change in the theoretical magnitude of peak-to-peak
pressure_flucfuafion.

The operating condition changed most easily is the supply
pressure. An increase in supply pressure wfll cause an increase in
reservoir pressure which in theory will cause a proportional increase
in the magnitude of pressure variation. Experimentally, this was
found to be true. 1In Figures 44, 45, and 46 it can be seen that the
magnitudes of peak-to-peak pressure fluctuation at a given frequency
are approximately in proporfion‘fo the reservoir pressure.

In general, there is good agreement between the theoretical
and experimental curves. In each case, however, the theoretical curve
has higher values at the low frequency end and ingthy lower values at
the high frequency end.

One possible reason for this departure from the theoretical is
that real gas wi]l have some inertial and viscous effects. The effect
of these forces would be to reduce pressure fluctuations. This would
make the theoretical curve higher throughout the frequency range.

Losses occurring in the flow process that were not considered
in the theoretical model would also make the theoretical curve higher.

Another factor that would cause a departure from the theore-

tical is that area variation is not actually sinusoidal. The outlet
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area is further complicated by the fact that the clearance befween the
body block and the wheel was not considered in the theoretical analysis,
and that this space may vary with pressure. It was also assumed in the
theoretical development that the mass flow rate through the outlef
depended on the average pressure. In the real case it depends on the
instantaneous chamber pressure. This would also cause some departure
from the theoretical.

The above facts complicate an exact analysis, but since the
general objective was to determine trends and effects of various
changes of pérame+ers, no further invesfigafion was made for this
report.

3. Transducer Evaluation

The method of evaluating a transducer in the SPG is
relatively simple in theory. The output of the test transducer is
compared to the oufput of the monitor both of which are measuring
the pressure in the SPG chamber. In order to do this effectively,
however, two basic requirements are: (a) the monitor output must
accurately reproduce the chamber conditions, and (b) the pressure
must be uniform throughout the chamber.

A Kistler type quartz crystal was used for the moni tor
in all evaluations. Early tests used the Kistler 601, and later tests
used the Kistler 60lA. The dynamic characteristics of both are
essentially the same from | to |0 kcps. These fransducers have a very
high natural frequency. The Kistler 60lA was found to have a natural
frequency of 140,000 cps by shock tube tests. Static tests indicate
that the transducer is l|inear within the recommended limits. There-

fore, the Kistler 60lA has the capability of accurately measuring
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the chamber conditions. This includes pressure amplitude, phase angle
and waveform.

Extensive tests were performed by Carwile (Ref. 6) which
indicated that the pressure is uniform throughout the chamber as long
as the driving frequency is below the lowest resonant mode. Tests
during this investigation have extended this restriction to a frequency
whose second harmonic is the lowest resonant mode. All tests indicate
that the pressure in the chamber is uniform throughout when using helium
and the frequency is in the range between | and 10 kcps.

If the pressure were not uniform fT would be difficult if
not impossible to make a valid comparison of the two outputs since it
must be assumed that the transducers respond to the average instantaneous
pressure over the diaphragm. With a uniform pressure throughout,
the average pressure will be the same for each fransducer regardless of

size or shape of the diaphragm.

To compare the outputs, a nondimensional, normalized ratio
is calculated. This ratio, called response ratio, is the ratio of the
output indicated by the test transducer to the input. The ratio is
calculated by first calculating the ratio of test transducer output to
monitor output, and then normalizing by dividing by the ratio at a
selected frequency. In the past the ratio at 1000 cps waé selected
under the assumption that the response ratio would be unity at this
relatively low frequency which is well below both natural fréquencies.
However, it was often noted that this point did not always seem
correct by inspection. The reason for this lies in the method in
which data is collected. As noted before, it is not possible to read

both outputs simultaneously, since both are read on the same indicating
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instrument. Since the gas flow will cause the wheel to decelerate
slightly, the frequency. is decreasfng when the gas flows. There is
a short period of time needed to read the indicating instrument, switch
to the other output and then read the instrument again. During.fhis
time, the frequency will change. It is at the low end of the frequency
range that a change of frequency is most significanf since the Slope of
the peak-to-peak pressure fluctuation versus frequency curve is the
greatest éf the low frequency end. Thereforea small change of frequéncy
will make a large change in transducer output. The ratio of transducer
outputs at 1000 cps is therefore subjecT to the greatest error due to
frequency drift. .

Because of this, it was decided that the ratio at a higher
trequency where the slope is less should be selected as the normalizing
ratio. The selected frequency cannot be too high since it must be
assumed that the response ratio of the test transducer is unity at this
frequéncy. The frequency decided upon was 2000 cps as this seemed a
good compromise between the two criteria.

Typical evaluation curves, showing response ratio versus
frequency, are shown as Figures 48 through 51. An error analysis of a
typical infrumenfafion installation shows that the curves are subject
to an error of 6%.

When evaluating a water-coo led transducer, ff is essential
that water be flowed through the system during evaluation. The dynamic
characteristics of a transducer will be quite different with and without
cooling water since the water adds mass to the sysfem; In addifion,
the cooling water will affect the average pressure measurfng capability

of the transducer, by preventing thermal drift.
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C. Comparative Testing

The response curves of transducers as evaluated by the shock
TuEe and by the SPG were used as the basis for comparing the two methods.
Both curves were plotted together for typical transducers. These curves
are shown as Figures 55 through 58.

In general the agreement between the two methods was very good.
The frequency range of primary interest was from | to 10 kcps, and the
comparison should not be extended past this. In a few cases, where data
was available and showed good agreement, the curves were extended for
information only. The objective of the comparison was to compare the
two methods of evaluation, not to pass judgment on any of the :trans-
ducers as individuals, or as types.

Since the shock tube is generally accepted as providing an
accurate means of evaluating the dynamic response of transducers, the
SPG evaluations can be compared to these. It must be remembered that
both methods have a certain degree of error, and that these may be of
opposffe sign at any particular point.

Figure 55 shows the comparison of the curves for the Kistler 603.

The two methods show practically identical data for the
Kistler 60lA, as shown on Figure 56. This is not too surprising since
this transducer has such a high natural frequency that i+ would be
expected to have a response ratio of unify below O kcps. Both methods
verify this characteristic.

Excellent agreement was achieved when the comparison was made
of the response curves for the Dynisco PT-49 AF-IM as shown in Figure 57,
This data was extended to I8 kcps with good agreement throughout this

range. In general, it should not be expected that all results would be
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this good, sfnce the SPG is currently of primary use as a test device up
to 10 kcps only. The data recorded past this frequency would be expected
to show general trends, but could not be-expecfed fo give quanfifafive_
data.

Figure 58 shows the comparison for the Photocon Model 755.
Again the curves show very good agreement especially below 10 kcps. . The
two methods show some deviation at 14 kcps but the trend is the same in
each case. This is beyond the range of interest.

| The comparisons indicate that the SPG gives very good results,
especially below 10 kecps. The chief virtue of the SPG is, however, that
the method offers a simple, convgnienf, and relatively inexpensiVé method
of evaluating transducer dynamic response. This method givqs direct
results éf least as good as the shock tube without the dfsadvantage of
analytical treatment required in the shock tube method. Considering
the tedious transformation of data jnvolved in The‘Shock tube method
and the computer time required, the SPG is much faster and no doubt much
less expensive. The equipment required is also much simpler and less
expensive than that required fdr the shock tube.,
D. Rocket Combustion Chahber Tests

Since the objective of this investigation was to determine the
effect of.fransducer characteristics on performance in a rocket motor,
each characteristic will be considered separately. First, however,
a few generaf remarks are in order. The pulse in the expefimenfal
liquid propellant rocket engine is not ébrupf eﬁough to be a shock
wave and‘hencé the rise in pressﬁre,which the transducer output
record shows is simply the pressure'rise ih the cHamber as it is

pulsed. Allen (Ref. 43) in his investigation of transverse waves in
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a cylindrical chamber verified experimentally Maslin and Moore's (Ref. 40)
thesis that transverse waves cannot steepen into shock waves. Because
the waves are not shock waves they do not lend themselves to computer
analysis of the frequency response as may be done for the shock tube
tests. An attempt was made to obtain a first approximation of the
frequency response in the rocket runs using a method similar fo that
employed in the optical scanner and IBM 7090 computer method, but the
results of this analysis were not very safisfac+ory. Extreme difficulty
is incurred in an attempt to analyze any pthographic record in which
filters have not been used, especially since many harmonics of the
fundamental chamber frequency occur. The photographs, Figures 6/
and 63, were so cluttered with higher frequencies that the optical
scanner could not accurately read the photographs to obtain the
necessary waveform coordinates. The only reasonable data obtained from
the frequency response curves of the rocket runs merely poinTéd out
the frequencies which could have been read directly from the photograph.
The predominant frequencies obtained for the rocket test runs were
always those of the chamber such as the first tangential mode for the
cylindrical motor and the longitudinal mode for the square motor. The
natural frequencies of the transducers are seen to be superimposed over
the fundamental frequencies in the photographs :and may be obtained
directiy from the trace.

Damping also is a function of the chamber and of the forces
driving the chamber. Damping time to 1/2 amplitude in a hot run in the
cylindrical motor was found to be in excess of 75 milliseconds; clearly

the damping of the chamber.
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Since the conditions within the combustion chamber vary through-
out the chamber, transducer location greatly influences the response or
the measurements obtained. Because of the variation of conditions inside
the rocket chamber, a monitor transducer cannot be used fo compare or
evaluate the performance of another transducer as is done in the SPG and
+o a lesser extent in the shock tube.

Rise Time: Rise time is a measure of how quickly the fransducer
can respond to a driving force. As such it will have no effect on
transducer performance unless the driving force oscillates faster than the
transducer capability permits. This will occur when the period of the
driving force osciltation is on the order of rise time. The measured
rise time of the Dynisco PT-49 AF-IM was found fo be IO/% seconds. Using
conservative figures, the frequency limifation imposed by the rise time
was calculated to be about 25,000 cps. For the Kistler 60lA, the
measured rise time was found to be 24f seconds, and the frequency limi-
tation was calculated in the same manner fo be about 150,000 cps. In
both cases the limitations were approximately equal fo the transducer
natural frequency and were well beyond the useful range of the transducers.

The frequency of the oscillations in the experimental rocket
motor was known, from much previous experimental and theoretical work
by other experimenters, to be about 1100 cps for the coId.runs and about
3000 cps for the hot runs. Since the measured rise times were very small
compared to the period of the driving force oscillations, the transducers
would be expected to be capable of accurately following the driving force.
In all cases, the predominant frequency measured by the transducers was

found to be the known frequency, and was the same for both transducers.
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Damping: If the transducers were critically damped, and a
driving force impressed on the diaphragm, the output would showbonly
the driving force pressure variation. If the transducer were under-
damped, the natural frequency would be superimposed on the output wave-
form, ‘In an extreme case, a transducer with very low damping would
oscillate at the natural frequency with very little decay of amplitude.
The transducers used in the TesTé showed fairiy low damping factors in
laboratory tests. Therefore it would be expected that the natural
frequency of the fransducers would be superimposed on the output wave-
form. This can be observed in Figures6l through 63. Proper filtering
will filter out Thé natural frequency and the resulting waveform is
then much less cluttered and easier to interpret.

Phase Angle: Theoretically, a transducer operating well below
its natural frequency will have a negligible phase angle between the
driving force and output. SPG tests in the laboratory verified this
fact. Since these frequencies are well below the transducer natural
frequencies, it would be expected that there would be very little if any
phase angle between the chamber pressure oscillations and the outputs.
Experimentally, in the rocket motor, there was no measureable phase
differencef

Waveform: The output waveform of the two Transducers appeared
to be slightly different. Part of this difference is due to the difference
between the transducers natural frequencies. Since this frequency is
superimposed on the output, it is quite apparent in the unfiltered
records., See Figures 61 through 63. However, when the tape
record is played back and recorded on the Visicorder, all frequencies

above 10 kcps are filtered out. The resulting waveforms have the
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natural frequency filtered out, but are still different in some respects.
Minor peaks may occur in one and not the other. Generally, they are

the same, but in detail, they are nof. This is probably due fo the
difference in location in the experimental rocket motor. The combustion
sone is concentrated within 2 inches of the injector face. Since
combustion noise contains numerous frequencies, the transducer in this
zone would be expected to have a different output waveform than the
transducer outside the zone as is substantiated in Figure 62a in which
the Kistler 601A was located | inch from the injector face and the

Dynisco 3 inches from the face.

Response Ratio: It would be expected that the pressure

variations would be accurately reproduced since the chamber frequencies
were much less than the natural frequencies. Evaluations showed that both
transducers had a response réfio of unity at the frequencies predominant
in the chamber. The measured pressures were found fo be different. In

a typical test run the Kistler 601A output was 315 psi peak-to-peak
pressure, and the Dynisco PT-49 AF-IM output was 245 psi peak-to-peak
pressure. When the pressures were correlated with transducer location,
the magnifudes were found‘fo be corfecT. Reardon (Ref. 38) found that
the oscillating pressures in this motor near the nozzle were smaller

than those near the injector. The pressures in this case were in accord
with his findings, and were found to be in the same ratio as his reported
results. One reason for this difference in pressure oscillations is

that there is an outflow through the nozzle which acts as an impedance
and tends to réduce the oscillation near the nozzle. Another is fhat the

combustion zone oscilliations tend to be greater.
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The high temperatures present in the experimental |iquid
propel lant rocket motor were not present in the laboratory tests. It
would be expected that these high temperatures would cause a zero shift
which would affect the D.C. level of the transducer output, but would not
affect the dynamic characteristics of tThe transducer, There were no
changes in performance noted due fo thermal effects, although there
was no real attempt made to evaluate thermal effects. It is recognized,
however, that neither the SPG nor the shock tube can provide the
realistically high temperatures and heat flux conditions that are
obtained in the experimental rocket thrust chamber. Continued research
to evaluate transducer performance ad jacent fo the intense heat release
of the combustion process as found in the experimental rocket motor
should be pursued.

The transducers when mounted on the experimental rocket
motor are also subject to vibrational disturbances which are not present
in the laboratory testing. Again, no major effects were noted although

there was no attempt made to measure these disturbances, or their effects,
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VII., CONCLUSIONS AND RECOMMENDATIONS

The shock tube when operated at the tailored interface
conditions, properly suspended to minimize ground shock and used with
a non-frangible diaphragm to prevent damage to transducers under test
is a very useful device to dynamically test end mounted transient
pressure measuring systems. The shock tube is especially advantageous
for testing those high responsevsysfems which have a natural frequency
in excessyof 10,000 cps. The natural frequency, damping, and rise
time are readily obtainable from the photographic record of the trans-
ducer output when tested in the shock Tube; Unfortunately, determination
of the frequency-response from this photograph is laborious, time
consuming and involves the use of sophisticated computational and
electronic systems.

Ground shock becomes a significant factor in side mount
testing. This effect can be minimized by judicious use of springs and
rubber mountings. Side mount testing is not recommended because of
this factor even though it more closely resembles rocket ﬁombusTion
chamber type mounting. End mounting provides a larger pressure step
at a constant pressure level, a shorter rise time, and lends itself
to more accurate analysis of frequency response by virtue of its more
nearly peffecf step function.

The ball drop technique gives an accurate natural frequency,
damping, and frequency response in close agreement with shock tube
results. It is limited to flat, flush diaphragm transducers.

Miniaturized thin film gauges are very effective in detecting
passage of the shock wave and can be used to trigger electronic equipment

for shock tube operation.
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The expressions derived from the simplified model of the SPG
are very useful as an aid in calculating correct operating conditions
needed to achieve desired chamber conditions. They also make it
possible to predict with reasonabie accuracy the effect of changes
in SPG geometry.

The SPG monitor, the Kistler 601A, has a very high natural
frequency and is therefore capable of accurately measuring chamber
conditions. The response ratio of this transducer as determined from
shock fube and ball drop tests may be considered to be unity for
frequencies well in‘excess of 10 kcps. This characteristic, coupled
with the fact that the chamber is at uniform pressure throughout when
using helium, up fo at least [0 kcps, makes the SPG a most useful test
device for testing the dynamic response characteristics of transducers.
The SPG is particularly adaptable for testing flush mounfed pressure
transducers of the type used in quﬁid propel lant rocket combustion
chambers.

One of the greatest advantages of The SPG is its simplicity.
It gives a direct evaluation with no tedious interpretations, or
computer programs and does this with relatively simple instrumentfs.

The evaluations are obtained quickly and relative inexpensively.

Transducer characteristics as determined from laboratory
testing had predictable effects on transducer performance in the liquid
propellant rocket motor, which demonstrated the practicality and useful-
ness ofrfransducer evaluations in the laboratory.

Recommended suggested areas for further research:

|. Refine data collection and evaluation

a. Use strip film camera to obtain clearer, sharper
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~resolution and more cycles than on present photo-
graphic technique for shock tube and rocket chamber.
b. Investigate wave phenomena across side mounted trans-
ducer in shock tube and rocket chamber fo determine
type of function to describe input to transducer for
computer analysis.
c. Develop photographic record reading technique to
obtain higher degree of repeatability than wiTWA

optical scanner.

d. Modify IBM 7090 computer program to obtain direct
- print-out of frequency response curve.

2. Improve ball drop technique to obtain rise time measure-
menTs.

3, 1Investigate shock tube testing while subjecting transducer
diaphragm to elevated temperatures to more closely simulate rocket
combustion chamberé.

4. Investigate shock tube operation at lower driver section
pressures (but still at tailored interface) to conserve helium. Thinner
aluminum diaphragms incorporating a breech type quick diaphragm change
device can then be used.

5. Investigate the practicality of incorporating the features
of the improved SPG as described in Appendix E in order fto increase the
frequency range and improve performance of the improved SPG. These
would include:

a. modification of the outlet
use of heated gases

c. use of a ratio meter or plotter to read
the transducer outputs

o

6. Continue the comparison testing of transducers in rocket
motors under varying conditions and relate the results of laboratory
testing utilizing improved versions of the shock tube, sinusoidal pressure
generator and other special devices designed to evaluate specific frans-

ducer characteristics.
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APPENDIX B: DevelopmenTbof Miniaturized Thin Film Gauges

As experimentation with fransient pressure measuring systems
in the shock tube became more sophisticated, a need arose for a device to
sense the instant of shock wave passage. The photographic technique
employed and the oscilloscopes and electronic counters used during this
program required a simple, reliable triggering device in order to be
actuated at the proper moment.

The thin film heat gauge has found wide application in the
measurement of transient heating phenomena (Ref. 42, 44). These gauges
are formed by painting the surface of pyrex with a suspension of platinum
in an organic liquid (Hanovia Liquid Bright Platinum manufactured by the
Hanovia Chemical & Manufacturing Company, Newark, New Jersey) and baking
the element at a temperature high enough to drive off the organic component
and leave behind the metallic film bonded to the pyrex. The pyrex is then
cut into thin rectangular shapes, is inserted in a Kel-F plastic housing
and soldered to the brass connec%ors imbedded in the housing. In an
effort to develop closer tolerances and a cleaner surface on the inner
wall of the shock tube for more accurate testing, the conventional size
gauge about 5/16 inches in diameter was discarded because of its large
size and because its design offered too much resistance to flow in the
tube. A device capable of the same or even better response, yet small
enough to fit in a Kistler 601A transducer mounting was highly desirable.

A new miniaturized thin film gauge was designed (See Figure B-1)
and may be seen in Figure 33, a photograph, where it is dwarfed by the
conventional large size gauge and may be compared to a Kistier 60lA

transducer. The miniaturized gauge was constructed of boron nitride
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(manufactured by the Carborundum Company of Latrobe, Penna.). Brass

rods were press fitted into the boron nitride body and electrical
connections soldered to the brass electrodes (See Figure B-1). fhe

gauge was then placed in a type LCI-14B Laboratory Vacuum System (manu-
factured by Consolidated Vacuum Corporation of New York) which has a
mechanical and a three stage diffusion pump and is capable of Iéwering
the pressure from atmospheric to 2 x 10-mm of mercury. Several dropfefs
of aluminum were vaporized by heating the fungsten electrodes in the
vacuum chamber. Thus an aluminum film less than I/10 of a micron thick
was deposited on the face of the boron nitride element. The face of the
element was masked to produce a rectangular film 3/32 by 1/32 inches.

The average resistance of the film was about 2 ohms. A specially designed
amplifier unit with a variable gain control to adjust the sensitivity

of the device to stray electrical transients was used to amplify the
signal output and feed a 10 milliampere current fo the thin film gauge.
when the shock wave passes the thin gauge mounted in the side of the tube,
the thin film gauge senses the impulsive passage of the hot gas in the
wave by experiencing a jump in the film resistance. This provides a
small, precise, step voltage rise across the circuit of the gauge. The
rise time of the thin film gauge is less than one microsecond. Figure 12
shows a typical waveform output of the miniaturized thin film gauge as

it is tested in the side and end of the shock fube at Ms = 3,6.



APPENDIX C:. Step Function Generation by Balldrop Technique

In an effort to investigate and evaluate the usefulness of
the shock tube for dynamic response testing of fransient pressure
measuring systems, a simple method of generating a step-function input
was sought. Needed was an input of predictable shape and amplitude in
a time sufficiently short to excite the transducer under test in order
to obtain a record of transducer response.

The transducer to be tested was mounted in an adapior which
positioned it firmly upright. Dropping a 0.132 gram, 1/8 inch diameter
steel ball bearing from a height of 3 inches onto the transducer dia-
phragm supplied to step input. An oscilloscope with camera attachment
was used tfo oﬁfain a photographic record of the trace of the transducer
response.

This concept, although used by researchers during the early
phase of liquid rocket engine deve lopment, was abandoned in favor of
more sophisticated testing Techniqués. An interesting device employing
a sfmilar technique for testing piezoelectric pressure gauges employed
in underwater explosion research was developed by Shauer and Taylor in
1950 (Ref. 45). This device subjected the gauges to be tested fo
pressure pulses produced by a falling weight, which drove a piston into
a water-filled chamber. The gauge output was then recorded and compared
with the record obtained from a reference gauge.

The balldrop technique employed in this report was consider-
ably less involved than the device of Schauer and Taylor and was |imited
in application to testing only those tfransducers with flat, flush design

diaphragms as on the Kistler 601A, 603 and the Photocon model 755, etc.
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Transducers with corrugated or inconsistent structure of the diaphragm

for cooling passages could not be tested by the ball drop technique
because the response to the impact of the ball was not uniform across

the face of the diaphragm. As an example, the analysis of the photo-
graphic trace of a Kistler 60IA subjected to ball drop provided much of
the same data as that received from shock tube tests. The natural
frequency of 150,000 cps obtained directly from the photograph was almost
exactly equal to that of the shock tube test. The damping to hal f
amplitude of 5’= .010 also compares closely with that of the shock

tube of g = ,0122. ‘Unfortunately, the rise time could not be obtained

by the impact. An effort to use a photocell fo sense the arrival of tfhe
ball bearing prior to impact and fo act as frigger for the sWeep was not
successful. Further analysis of the ball drop photographic trace by the
optical scanner and IBM 7090 computer program provided a frequency-
response curve as seen fn Figures 29 fo 32. It can be seen that the
response is |linear far beyond the range of a comparable shock tube fest,
which lends considerable credence to the belief that the shock tube imposes
a certain degree of ground shock and noise inferferehce on the true trans-~
ducer frequency response. An investigation of shock tube ground shock

was conducted by mounting the same Kistler 60lA immediately behind a

1/4 inch steel plate and subjecting the transducer to the ground shock
which travels through the metal while the shock wave was kept from impacting
directly on the transducer diaphragm. The frequency reSponse_of these
tests as in Figures 27 and 28 substantiates The_épparenf interference
inherent in shock tube testing.

The ball drop technique, by virtue of its simplicity and



convenience is highly recommended for use when shock tubes or other

sophisticated testing devices are not available.
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APPENDIX D: Sinusoidal Pressure Generator Chamber Outlet Area
Variation
The actual outlet area of the SPG is the area common to two
equal radius circles. The circles represent the outlet in the block
and the hole in the wheel. The area is varied as the hole in the wheel
rotates past the outlet in the block. The sequence is as shown in

Figure D-l. The area at any instant may be calculated as shown below.

(x,0) (1,0)

For convenience, consider two circles of unit radius. The area common

to both circles is:

]
A = 4Lydx=45)’< | - x% dx
. . |
A = 4{i[x\il —x2+sin'|(x)]}
X
A = 2@-_ -x\ll -xz-sin"(xﬂ

Time variance may be introduced by calculating the area at various values
of x , corresponding to the path of one circle past the other (wheel

rotation). As x varies from | to O, the area Qaries from O to maximum,
Amax , which represenTs one half cycle. In order to non-dimensionalize,

a ratio of instantaneous area to maximum area is used. The variance of
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the area with time may then be easily compared to a sinusoidally varying

area as shown in Figure D-I Calculated area ratios are listed below:
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Average area may be calculated by integrating the expression for area from

0 to |.
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A closer approximation to sinusoidal variation can be achieved

with a combination of a circular area and a square area,
consider one area moving with respect to the other,

to both at any instant may be calculated as shown below:
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As before,

The area common
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As before time variance may be introduced by considering the

passage of one area by the other. In this case as x varies from +|
to -1 corresponds ,fo area variance from zero fo maximum, and therefore
will correspond to one half cycle. The sequence is as shown in Figure D-2.

Area ratio is introduced fo non-dimensionalize.

listed below for various values of X :

Calculated area ratios are

x y lzal 2z | o | -1/a

-1/2

-3/4

o |lom2 | te5 | 342 | 500 | 658

805

928

i .000

Average area is now calculated as before:

-1
| Adx | |-
Aavg = - = = Adx
f_: dx 2‘5i|

| 7
]
Aavg = %[—I l:'zl' - x\ll - x% - s‘in"(le dx

s - 1] -[-%qu—-x_"] [X awtoo [T,

S
Aavg T2 2

avg

Average area for sinusoidal variations is alsoTl/2 .
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Figures a, b, etc. represent the outlet area variation as
the wheel passes the outlet port. Cross-hatched area is

outlet area o.ened by wheel pnassage. Positions corre-
spond to those similarly marked on plot below.
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APPENDIX E: Design Recommendations for Improved Sinusoidal Pressure
Generator

An improved sinusoidal pressure generator should have a greater
frequency range than the present SPG, and shouid have a cleaner’waveform
over this range. A cleaner waveform will have lower noise-to-signal
ratio. It would also be desirable to extend the capability of the SPG
to include heated gases so that thermal effects could be tested. This
would not be as rigorous a test as the heat flux testing currently in
progress and those planned at Forrestal Research Center af Princeton
University, but it would make possible the testing of the dynamic
characteristics while in a controlled elevated temperature environment.

In order to extend the frequency range, the highest frequency
in the range must be such that its second harmonic is below the lowest
chamber resonant frequency. This insures a uniform pressure throughout
the chamber. For a given chamber size this can be done only by using
a gas with a higher speed of wave propagation.

One solution to this would be to use hydrogen. Hydrogen has
a very high speed of wave propagation. It is on the order of 4220 feet
per second at room temperature. This increase would result in an
approximate 30% extension of the frequency range of the SPG even if no
other improvements were made. The percent increase in range is based on
the current range using helium, Unfortunately, hydrogen is very hazardous
and would require special handling. This would have to include a spark-
free atmosphere and an installation with forced ventilation to prevent
an accumulation of hydrogen gas.

Another approach to this problem of extending the frequency
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range is to use heated helium since this will increase the speed of wave
propagation. This also has the additional advantage of providing a
control led elevated temperature. In order to do this, however, the SPG
would have to be capable of withstanding elevated temperatures without
excessive distortion or warping. This capability could be improved by
using stainless steel for all parts that would be exposed to heat.
There would also have to be a device to heat the gas and control the
temperature within the desired limits. A practical limit for the gas
temperature would be on the order of 1000°F. At this temperature,
helium has an approximate speed of wave propagation of 5500 feet per
second. This would increase the present range by about 65 percent

over the present range.

An improved SPG with heated gas capability might also have an
economical advantage. In cerTa{n types of testing, where the transducer
requires testing at low frequencies only, it is possible to test with
nitrogen gas. The present useful range with nitrogen is about 3000 cps
before the waveform begins to distort badly. This can be extended some-
what by heating the nitrogen. AT 1000°F the speed of wave propagation
in nitrogen is about 1870 feet per second. Thus, all resonant frequencies
and the useful range would be extended by a factor of 65 percent.

Distortion of the waveform for a given frequency, that is
deviation from the sinusoidal, also decreases as speed of wave propagation
increases. The suggested methods of extending the frequéncy range will
also help clean up the waveform at a given frequency,

Another alteration that should help achieve a more sinusoidal

waveform is the incorporation of square "holes" in the rotating wheel
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rather than the present circular holes (see Appendix D). The effect of
this would be to make the outlet area variation approach more closely a
true sinusoidal variation. In theory, the pressure variation will vary
as the outlet area variation. Therefore, this change should improve the
nonfiltered waveform. In the actual case, the waveform will be influenced
by the real gas effects such as inertial and viscous effects and by
departures from the assumptions made in deriving the theory, such as
neglecting the clearance space between the wheel and the SPG body block.
It is also recommended that fthe outlet of the SPG be changed
to a nozzle shape. There are fwo possible configurations for this change,
each with its own merits. The first fo have in the body block only the
convergent section and a small constant area section that acts as a
throat. The entire divergent sgcfion would be cut in the wheel. This
should provide smoother and more efficient diScharge of the gas. By having
the throat at the end of the body, immediafely before the wheel, the
flow being discharged is at a Mach number of about one as it is "chopped"
by the wheel. This keeps any disturbance created by this "chopping" to
a minimum since the Mach number will be at least one in any case. The
second method would be to have pérf of the divergent section in the body
so that the flow is at a Mach number greater than one when it is discharged
and is "chopped." Since the divergent section is between the disturbance
and the chamber, and the flow in this section is well above Mach I, no
effects from the wheel will be felt in the chamber. Experiment should
prove which method yields the best results.

Improved instrumentation would also be desirable. A ratio meter

that would read the outputs from the test and monitor transducers
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simultaneously and indicate the ratio would certainly eliminate the
problem caused by frequency drift while reading the output. A problem
with filters would arise if a ratio meter were used since each output
would have fo use a separate filfer, but this could be eased by filter
calibration,

Other suggestions include use of a plotter to plot the outputs
at all frequencies. This could be used to advantage by adjusting the
frequency from the lowest to the highest frequency smoothly and having
the outputs plotted continuously, This may be too sophisticated, however,
and mighT‘defeaT one of the principal advantages of the SPG - relative

simplicity and inexpensiveness.



